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Abstract 

HADES is a versatile magnetic spectrometer aimed at studying dielectron pro- 
duction in pion, proton and heavy-ion induced collisions. Its main features 
include a ring imaging gas Cherenkov detector for electron-hadron discrimina- 
tion, a tracking system consisting of a set of 6 superconducting coils producing 
a toroidal field and drift chambers and a multiplicity and electron trigger ar- 
ray for additional electron-hadron discrimination and event characterization. A 
two-stage trigger system enhances events containing electrons. The physics pro- 
gram is focused on the investigation of hadron properties in nuclei and in the hot 
and dense hadronic matter. The detector system is characterized by an 85 % 
azimuthal coverage over a polar angle interval from 18° to 85°, a single electron 
efficiency of 50 % and a vector meson mass resolution of 2.5 %. Identification 
of pions, kaons and protons is achieved combining time-of-flight and energy loss 
measurements over a large momentum range. This paper describes the main 
features and the performance of the detector system. 

Key words: Spectrometer, Electron-positron pairs, Relativistic heavy-ion 

collisions, Hadron properties 

PACS: 21.65, 24.85, 25.75, 29.30, 29.40 
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1. Introduction 

1.1. Physics motivation 

A central topic of contemporary hadron physics is the investigation of had- 
ronic matter. Theoretical models based on non-perturbative Quantum Chromo- 
Dynamics indicate that the properties of hadrons are modified, if the particles 
are embedded in a strongly interacting medium (for a theory overview see [!(). 

The High- Acceptance DiElectron Spectrometer (HADES) in operation at the 
GSI Hclmholtzzentrum fur Schwerioncnforschung has been specifically designed 
to study medium modifications of the light vector mesons p,u>,<fi [2|. Experi- 
mentally, these probes are well suited for two reasons. The vector mesons are 
short-lived with lifetimes comparable to the duration of the compression phase 
of relativistic heavy-ion reactions in the 1 to 2 AGeV regime of the heavy-ion 
synchrotron SIS18. Equally important is their electromagnetic decay branch 
into e + e _ pairs. This channel is not subject to strong final state interaction 
and thus provides an undistorted signal of the matter phase. The goal of the 
HADES experiments is to measure the spectral properties of the vector mesons 
such as their in-medium masses and widths. 

The HADES heavy-ion program is focused on incident kinetic energies from 
1 to 2 AGeV. Above about 0.7 AGeV these nucleus-nucleus reactions become 
increasingly complex as new particles - predominantly mesons - are produced 
which induce secondary reactions [3j . Some of these elementary reactions are not 
well known and need to be explored as well. While relativistic heavy-ion colli- 
sions produce hadronic matter at a few times normal nuclear matter density and 
elevated temperature, pion or proton induced reactions embed vector mesons 
into normal nuclear matter. A dedicated physics program including heavy ions, 
deuteron, proton and pion beams has been proposed for the HADES detector 

Dilepton decays of vector mesons at SIS energies are rare events and their 
observation presents a challenge for the detector design. Thus, HADES has 
been equipped with a hadron-blind ring imaging Cherenkov counter, a tracking 
system and a multiplicity and electron trigger array. A two-stage trigger system 
selects events containing electron candidates in real time. With its much larger 
solid angle and improved resolution, HADES continues and has the capability 
to complete the physics program which was pioneered by the DLS spectrometer 
at the BEVALAC 

1.2. Detector overview 

HADES features six identical sectors defined by the superconducting coils 
producing the toroidal geometry magnetic field. The spectrometer has 85 % 
azimuthal acceptance and covers polar angles between 8 = 18° and 9 = 85°. 
The angular and momentum acceptance has been optimized for the detection 
of dielectron decays of hadrons produced in the SIS energy regime. A section of 
the detector in the vertical plane containing the beam axis is shown in fig. [T] 
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Figure 1: Schematic layout of the HADES detector. A RICH detector with gaseous radiator, 
carbon fiber mirror and UV photon detector with solid Csl photocathode is used for electron 
identification. Two sets of Mini-Drift Chambers (MDCs) with 4 modules per sector are placed 
in front and behind the toroidal magnetic field to measure particle momenta. A time of flight 
wall (TOF/TOFINO) accompanied by a Pre-Shower detector at forward angles is used for 
additional electron identification and trigger purposes. The target is placed at half radius off 
the centre of the mirror. For reaction time measurement, a START detector is located in front 
of the target. A few particle tracks are depicted too. 

Momentum reconstruction is carried out by measuring the deflection angle 
of the particle trajectories derived from the 4 hit positions in the planes of the 
Mini-Drift Chambers (MDC) located before and after the magnetic field region. 
Electron identification is performed with the hadron-blind gas Ring Imaging 
Cherenkov detector (RICH) together with the Multiplicity and Electron Trig- 
ger Array (META) consisting of time-of-fiight scintillator walls (TOF/TOFINO) 
and electromagnetic shower detectors (Pre-Shower) . A powerful two-stage trig- 
ger system is employed to select events within a predefined charged particle 
multiplicity interval (first-level trigger LVL1), as well as electron candidates 
(second- level trigger LVL2). 

In the following, a detailed description of the main spectrometer components 
is given: magnet (sect.l27lj). RICH (sect.l2l2|). tracking system (sect.l23]l. META 
(sects. l2~4l and l2~5|) and beam detectors (sect. [276]) . The detector description is 
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followed by a discussion of the data acquisition and trigger system (sect. [3]). The 
data analysis framework and the detector performance are discussed in sect. [4] 

2. Major spectrometer components 

2.1. Magnet 

2.1.1. Basic design considerations 

The purpose of the magnet is to provide a transverse kick to charged particles 
in order to obtain their momenta with sufficient resolution being of the order 
of a p /p— 1.5-2 % for electrons. On the other hand, electron identification 
with the RICH detector requires a nearly field free region around the target. 
Furthermore, a large momentum range of p = 0.1 - 2 GeV/c should be accepted 
simultaneously within a large solid angle (9 — 18° — 85°, as close as possible to 
full azimuthal coverage). Simulations of reactions in the SIS 18 energy regime 
have shown that these requirements call for a non-focusing spectrometer with 
a transverse momentum kick of about 0.05 to 0.1 GeV/c, where p^ is the 
momentum difference between the incoming and outgoing momentum vectors 
in the plane perpendicular to the field. The pk is proportional to the product of 
magnetic field strength B and path length L. Assuming a magnetic field path 
length of L ~ 0.4 m, in order to keep the spectrometer compact, the respective 
magnetic field strength stays below B — 0.9 T. 

For such a design, the required momentum resolution can be obtained only 
by keeping multiple scattering in the region of large magnetic field as small as 
possible (i.e. allowing no detector material in this region). For high momentum 
electrons (p ~ 1 GeV/c), pk = 0.1 GeV/c also puts constraints on the position 
resolution of the particle detectors (MDCs) in front and behind the field region. 
For example, at p = 1 GeV/c and 9 = 20°, the deflection angle A9k amounts to 
5.7° for pk = 0.1 GeV/c. A simple model calculation assuming two sets of two 
detectors each spaced by d — 0.3 m shows that for this case a position resolution 
of better than 150 /im is required to keep the corresponding contribution to the 
momentum resolution below 1 %. 

2.1.2. Field geometry 

The toroidal field geometry provides a field free region around the target 
and inside the active volume of the RICH. Since the shadow of the coils can 
be aligned with the detector frames, no additional loss of solid angle is caused 
by the coils. Although the field strength is rather low, superconducting coils 
are necessary in order to obtain a compact coil construction. An additional 
advantage is the low operating cost. 

2.1.3. Superconducting coils 

The system consists of 6 coils surrounding the beam axis. Each coil is sep- 
arately contained in its individual vacuum chamber. The latter ones are con- 
nected to a support ring located upstream of the target. Figure [2] shows a side 
and a back view of the magnet including the support structure of the coil cases. 
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A hexagonal plate, with a hole for the beam pipe, connects the back end of 
the six coil cases. Through this plate and the support ring, the magnetic forces 
acting on the coil cases of about 4.9 • 10 4 N per coil are compensated. The ring 
upstream of the target supports the electrical connections between the coils as 
well as the Helium and Nitrogen cooling lines. No support structure is needed 
in the region where the drift chambers are located. Furthermore, no material is 
placed in a 7° (starting from the target) cone around the beam axis. 




Figure 2: Left: Side view of the superconducting HADES magnet. The outer diameter of the 
support ring amounts to 3.56 m. Right: Back view 

Each coil consists of 2 non-parallel long straight sections connected by two 
arcs. The magnetomotive force of a coil amounts to 485000 Ampere-turns. Each 
coil has 140 turns, thus 3464 A have to be fed through the current leads. The 
angles of the entrance and exit sections of 40° and 45° were chosen to minimize 
the azimuthal deflection of particles over the whole range of polar angles. Due 
to the V-shape of the coil a small net focusing - or defocusing, depending on the 
particle charge - with respect to the azimuthal angles is obtained. The shape 
and orientation of the coil result in a stronger pk at small polar angles (see 
table [l}. For beam energies of 1 - 2 AGeV, the transverse momentum kick p^ 
provided by the field follows roughly the kinematical variation of the particle 
momenta with polar angle. 

As explained in sect. 14. 37T1 below, the particle momentum p can be calculated 
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9 


20° 


30° 


40° 


60° 


80° 


p k0 [MeV/c] at <f> = 0° 


109 


89 


73 


55 


41 


p k0 [MeV/c] at = 15° 


123 


94 


76 


61 


53 


p k o [MeV/c] at = 25° 




99 


82 


73 


85 



Table 1: Transverse momentum kick p^Q as a function of the polar 6 and azimuthal <f> angles 
(</> = corresponds to midplane between adjacent coils) for electrons in the limit of large 
momenta. 



from the relation 

where p^o represents the leading term (see table [IJ. The coefficients p^i and Pk2 
are correction terms accounting for the variation of the track length through 
the field and depend on the sign of the charge. All coefficients depend strongly 
on 9 and <f>. 

The field maps exhibited in fig. [3] show the strong inhomogencity of the field 
as a function of both polar and azimuthal angles. The maximum field is obtained 
at the forward arc of the coil and amounts to 3.6 T at the sector edge (</> = 30°). 
The field of each sector was mapped using Hall probes and a dedicated optical 
positioning system. After correcting for the earth magnetic field, the measured 
field values agree with the ones calculated by TOSCA [7J within better than 1 %. 
This shows that we have a full control of the coil geometry. The agreement with 
the integrated field (straight line through the field region) is better than 0.2 %. 




Figure 3: Left: Magnetic field maps, B as function of z (along beam axis) and r (per. to the 
beam axis), at <f> = 30° (coil position). The step size for the contour lines amounts to 0.24 T. 
Right: Field map at 0° (midplane between coils). The step size for the contour lines amounts 
to 0.046 T. 



2.1.4- Cryo plant 

The coils are surrounded by a liquid Nitrogen cooled shield at 85 K. The 
flow through this shield amounts to 2 g/s including all shielding components. 



7 



The remaining heat load of each coil amounts to 2 W. Together with the heat 
load on all other components, the total load amounts to 20 W excluding the 
current leads. The current leads are cooled with He gas, starting at 4.7 K and 
warming up to about 270 K. The heat load depends nearly quadratically on 
the current with a maximum load of 80 W (corresponding to 0.7 g/s) at full 
field. Thus, at full field, the cryo plant (TCF20, [8]) has to provide a cooling 
power of 100 W, quite close to its 110 W limit. All heat loads refer to an 
equivalent cooling power at 4.7 K. In order to avoid gas bubbles inside the thin 
He pipes cooling the coils, single phase He at 4.7 K and 0.29 MPa is used. 
Above 0.23 MPa (critical point), Helium remains in the gas phase even at low 
temperatures, with density above the liquid phase at pressures below 0.23 MPa. 
It is afterwards liquefied by expanding to 0.13 MPa, providing thermal stability 
via heat exchangers, connecting thermally the cooling pipes with the liquid 
reservoir. 
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2.2. The RICH 
2.2.1. Overview 

The Ring Imaging Cherenkov (RICH) detector constitutes the innermost 
part of the spectrometer and is designed to identify relativistic with momenta 
0.1 GeV/c < p < 1.5 GeV/c. The layout, shown in fig. [H is governed by 
the limited space between target and tracking detectors and by the need for 
a low material budget along the particle trajectories to minimize external pair 
conversion and multiple scattering. The photon detector is placed upstream 
of the target to spatially decouple the registration of the Cherenkov light from 
charged particle tracks emitted from the target. The choice of a gaseous photon 
detector with a photosensitive CSI cathode restricts the sensitivity to the far 
vacuum ultra violet (VUV) wavelength region. 

The radiator gas perfluo- 
robutan (C4F 10 ) offers high 
transmission down to A = 145 
nm and a suitable Cherenkov 
threshold (Lorentz factor 
Ithresh = 18) to suppress 
radiation from muons and 
hadrons in the given momen- 
tum regime. It surrounds the 
target station in an essen- 
tially field free region and is 
confined by a thin Carbon 
fiber shell at forward angles 
(thickness = 0.4 mm), by 
the photon detector CaF2 
entrance window and by thin 
Mylar foils on the beam path. 
The Cherenkov light is ra- 
diated from straight particle 
trajectories with effective 
path lengths varying from 36 
cm at 9 = 20° to 65 cm at 
9 = 80°. 

The photons are reflected by a low mass spherical mirror (curvature radius 
R = 872 mm) onto the photosensitive Csl cathodes of six Multi Wire Propor- 
tional Chambers (MWPC) operated with CH4 and equipped with individual 
pad readout. The optical geometry is chosen such that the photons are focused 
to rings of almost constant diameter across the whole detector plane. The mea- 
sured ring center positions are used to disentangle lepton and hadron tracks in 
high- multiplicity central heavy-ion collisions. 

In the following sections we summarize the most important aspects of the 
photon detector, of the mirror and of the window and present results from 
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Figure 4: Schematic layout of the RICH, consist- 
ing of a Carbon shell mirror, a CaF2 window and a 
photon detector. All distances are in millimeter. 



in-beam measurements. More detailed information on the various RICH com- 
ponents can be found in refs. 0, [3, 11, 12, 13j |. 



2.2.2. Photon detector 

The RICH photon detector is assembled around the beam pipe from six 
modules of trapezoidal shape (area ~ 0.25m 2 ) such that the sensitive planes 
form a hexagonal pyramid and approximately match the curved focal plane of 
the mirror. Each module consists of a thin gap (d = 5.5 mm) MWPC with 
asymmetric field configuration and pad cathode readout (see fig. [5]). The anode 
and cathode planes are built from dA — 20 /im and dc = 50 /im thick Gold- 
plated tungsten wires, respectively. An auxiliary gate (at Ug = +500 V) anode 
separates the amplification region from freely propagating electrons produced 
by ionisation processes in the passive gas volume between the MWPC and the 
CaF— 2 entrance window. All wires are oriented in radial direction. The photo- 
sensitive cathode plane is segmented into 4712 pads on a Printed Circuit Board 
(PCB) with Gold-plated conductive layers. The pads are individually coated 
with Resin Stabilized Graphite (RSG) and a reflective Csl layer [10( acting as 
photon-electron converter. Operated with pure Methane at atmospheric pres- 
sure, the chambers run with anode voltages of 2450 - 2550 V corresponding to 
visible gas gains of (3 — 9) • 10 4 



UV photon 



U = + 500 V 

G 



u c = ov 



♦ ♦♦♦♦♦♦♦♦♦♦ ♦♦ 

1.65 



3 3 3 

U A = + 2500 V , , , \^ , i ' i » _ ■ 

/ I 6.6 mm / \ 
Csl + RSG cathode pad PCB 



Figure 5: Schematic cross section of the MWPC part of the photon detector. The different 
wire planes comprise a gate, a cathode and an anode. All distances are given in millimeter. 
The asymmetric field configuration increases the charge fraction induced onto the pads to 
about 70 %. The entrance window is not shown. 

The mismatch of pad plane and mirror focal surface leads to slightly varying 
image shapes and sizes across the whole sensitive area. With increasing polar 
angle of e ± tracks the Cherenkov images turn from rings to ellipses. To first 
order, the eccentricity of the ring images is compensated by a variation of the 
pad size along the radial direction, i.e. the direction of the wires. With a 
constant pad width of l x = 6.6 mm perpendicular to the wires, the pad length 
varies between l y = 7.0 mm and l y = 4.5 mm leading to rings of almost constant 
radius (~ 3.8 pads) for all track angles. This facilitates the on-line ring search 
via simple pattern matrix algorithms implemented in hardware and allows to 
provide second- level trigger decisions for events with c ± tracks [3] • 
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The 28272 cathode pads are connected to Preprocessing Front-end Modules 
(PFM) mounted on the rear side of the cathode PC-board. Each PF M p rovides 
64 charge-integrating amplifiers based on the GASSIPLEX ASIC [15], ADC, 
zero suppression and event data memory. Using a mixed parallel and daisy- 
chained mode, 75 PFMs per detector module are cascaded and connected to 
two VME-based Readout Controller modules (RC). These provide the interface 
to the ring processing unit (l?3 | for on-line ring search and the central data 



acquisition. For details of the RICH readout electronics see also ref. [11 1 



2.2.3. VUV mirror, CaF^ window and gases 

A high e* identification efficiency requires a sufficiently large number of 
detected photons per Cherenkov ring {Nj et > 10). The short radiator length (i.e. 
the small number of radiated photons) and the work function of the solar blind 
Csl photocathode (X max = 220 nm) enforce a spectral sensitivity in the VUV 
as large as possible. With the lower wavelength limit given by the transmission 
cutoffs of the gases {X min ~ 145 nm), this requirement can only be met by a 
mirror substrate of very low surface roughness with a MgF2 protected aluminum 
coating and a CaF2 entrance window for the photon detector. 

The mirror design goal was a low mass substrate with a thickness d such 
as d/Xo < 1 %, comparable to the ones of the target and radiator materials. 
Simultaneously, the surface and optical imaging quality should guarantee for 
almost uniform rings with minimum distortions of ring shapes across the whole 
detector plane. This would allow both on-line e 1 * 1 recognition with a single ring 
finding algorithm implemented in hardware and the extraction of hit points from 
high resolution ring center analysis to be used as an additional information 
for lepton tracking. These requirements lead to a spherical mirror with the 
properties as listed in tabled 



Parameter 


Value 


Outer diameter D 
Radius of curvature Ri 
Substrate thickness d 
Radiation length Xq 
Reflectivity R (A = 150nm) 
Surface roughness a (rms) 
Surface slope error SSEgo 
Areal density pd 


1440 mm 
872 mm 

< 2 mm 
> 20 cm 

> 70 % 

< 3 nm 
< 1 mrad 

< 0.3 g/cm 2 



Table 2: Geometrical and optical parameters of the HADES RICH mirror. 



Since a self-supporting mirror shell made from a single piece was ruled 
out, we have developed and constructed, together with DSqj, a mirror with 



1 DSS Dornier Sat. Syst., D-81663 Miinchen, Germany. 
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a segmented substrate shell and a six-fold radial support structure with spokes 
matched to the coil cases of the superconducting magnet. As substrate material 
we have chosen glassy Carbon, an isotropic and homogeneous material produced 
by pyrolytic conversion of Phenol type resins [l7| and commercially available as 
Sigradur® from the company HT"Wq After production, the eighteen substrate 
panels (3 for each sector) have been individually grinded to 2 mm thickness, 
polished to the required surface roughness and finally machined to the desired 
shape. The panels were coated with a 20 /ig/cm 2 Aluminium reflective layer 
followed by a 12 /ig/cm 2 MgF 2 protection layer. The deposition was performed 
in the Ultra-High- Vacuum box coater [l8[ installed at Technische Universitat 
Munchen following the procedure described in [l9j |. 

The optical quality of the panel surface was measured in terms of surface 
slope errors SSEgo and was found to change from typically 0.5 mrad to 0.8 
mrad. The surface roughness and the achievable VUV reflectivity were evaluated 
with various methods from witness samples obtained during the panel cutting 
process. Both, the visible surface roughness and the VUV reflectivity show 
good agreement with those from float glass samples and are consistent with the 
assumption of a micro roughness of a ~ 2 — 3 nm. Measured reflectivities are 
shown in the right panel of fig. [5] and exhibit constant values around R = 80 % 
down to 150 nm. Figure [6] shows the mirror after assembly under clean room 
conditions and prior to integration into the RICH system. For details of the 
mirror design, material parameters, production techniques, and optical quality 



mesurements the reader is referred to ref. 12|. 

The CaF 2 window separates the gas volumes of radiator and photon detector. 
It was assembled from altogether 64 hexagonally shaped sing le crystal^ (200 mm 
in diameter, 5 mm thick each). A high VUV transmission was achieved through 



2 HTW GmbH, D-86672 Thierhaupten, Germany. 
3 Korth Kristalle, D-24161 Altenholz. 
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Figure 7: Left: View of the photon detector with the assembled CaF2 entrance window. Right 
Transmissions of individual CaF2 crystals T80 to T89. 

proper selection of the CaF2 raw material followed by an optimized polishing 
technique and was verified for each crystal individually (fig. [7]) . The polished 
crystals were glued together (~ 100 /im 3M Scotch DP190) to one single disk 
of 1500 mm diameter (see fig. [7]) with the central hexagon containing a hole for 
the beam tube. Installed in vertical position, the disk is connected to stainless 
steel mounting frames through a 2 mm thick and 10 mm wide Viton® interface 
to damp the influence of the different thermal expansion coefficients and to 
minimize mechanical stress effects due to gravitational forces. Six thin spokes 
support the window on both sides against pressure differences. 

The gas volumes of radiator and photon detector amount to about 700 liters 
each and are filled to ~ 10 — 40hPa above ambient pressure. The photon 
detector is supplied from commercially available bottles with Methane (CH4, 
purity 4.5) through an open system at a typical gas flow of 300 - 350 1/h. 
For the radiator, a batch of prepurified radiator gas C4F10 (3M CEA410) is 
stored in a liquid reservoir and recirculated in a closed system via an evap- 
oration and compression-liquefaction chain. The observed gas losses amount 
to about 1.5-2 1/h at a standard flow of 300 1/h. Absolute pressure and gas 
flows of both systems are steered and monitored by a PLC-controlled gas supply 
system [l~3j | which also keeps the pressure difference AP between radiator and 
MWPC below 3 hPa to protect the fragile CaF2 window. The purity of the gases 
is monitored on the inlet and outlet side through frequent VUV transmission 
measurements utilizing a D2 light source combined with a standard monochro- 
mator grid-photodetector setup. The achieved gas transmissions are compiled 
in fig. [5] together with the ones for CaF 2 , fused quartz, and the Csl quantum 
efficiency. 

2.2.4- Performance and results from in-beam measurements 

The performance of the RICH is governed by the average number of photons 
detected for each e induced ring. The number of detected photons per ring is 
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Figure 8: Measured transmissions of radiator, detector gases, CaF2 window and quartz (for 
comparison) are plotted (left abscissa) together with the the Csl quantum efficiency (right 
abscissa). 



N det ~ N Z 2 D sin 2 e c (A). For relativistic e ± (Z = ±1, ~ 1, <d c - 3.15° is 
the Cherenkov angle) it depends on both the available radiator length D and 

a figure of merit N = k J e{E~) ■ dE~, where fc = 379 eV _1 cm _1 and e(E 7 ) 

Ei 

is the global detection efficiency including the optical and electrical properties 
of the system. The optical transmissions (fig. [8]) and the parameter values 
measured for small samples translate to an optimum N « 109 corresponding to 
10 < N] et <18. 

Simulations have shown that for values Nl t < 9 the efficiency for iden- 
tification and hence the on-line trigger efficiency are significantly affected. To 
check the achieved performance of the fully assembled system we have measured 
Nq for all six sectors with a dedicated ion beam setup. As a "calibrated" VUV 
light source we have used the known amount of Cherenkov photons radiated 
from single relativistic Carbon ions (E = 0.6 AGeV, f3 = 0.794) when passing 
through Si02 and MgF2 crystals placed close to the normal target position. The 
radiator thickness and hence the light output was chosen such that individual 
photons could be spatially resolved on the cathode pad plane. The method is 
described in detail in ref. [20j |. The measured pulse height spectra and angular 
distributions of the photons were used to quantitatively model the electronic 
detector response needed for the general HADES detector simulation package. 
From the analysis of the single photon induced pad clusters the aforementioned 
gas amplifications of about (3 — 9) • 10 4 and a single electron detection efficiency 
e ~ 95 % were deduced. Counting the number of registered photons leads to 
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experimental figure of merit values 80 < Nq < 100 varying slightly from sector 
to sector. The measured average light yield is about 10-20 % lower than ex- 
pected from the small sample laboratory measurements. We cannot identify a 
well defined reason for this discrepancy and rather attribute it to deficiencies 
and inhomogeneities across the whole detector area for all involved components 
and parameters. 
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Figure 9: Polar angle distributions of Cherenkov ring properties for single electrons from open 
e+e — - pairs produced in the reaction C + C at 1 AGeV (exp). Simulation results (sim) are 
shown for comparison. The error bars reflect the widths of the nearly Gaussian multiplicity 
distributions at each angle. Left: Ring radius vs lepton polar angle Right: Mean number of 
pads within a region of 13x13 pads around ring centers. 



To verify the obtained results we have analyzed the detector response also 
for relativistic electrons and positrons emitted as open pairs (opening angle 
Oi e +e- > 12°) in fully reconstructed 7r° Dalitz decays from C + C collisions at 1 
AGeV beam energy. These dielectrons are emitted from the target and hence 
exhaust the full radiator length, in contrast to the dominant background of e^ 
candidates from external pair conversion. In fig. [9] we have plotted the measured 
ring radius and the average number of fired pads within a region of 13x13 pads 
around the ring center for various polar angles of the emitted electrons. The data 
have been obtained by averaging over the full azimuthal detector acceptance, i.e. 
all six MWPC modules, and are characterized by nearly Gaussian multiplicity 
distributions at each polar angle. The small variation of ring radius nicely 
reflects the adjusted pad design of the cathode plane (see sect. I2.2.2p . The 
continuous rise of pad multiplicity with polar angle is a consequence of the 
increasing radiator length, from about 36 cm to 65 cm. Averaged over all 6 
sectors, one observes experimentally a mean of 19.3 ± 2.8 pads around 9 = 25° 
and 22.3 ±2.0 pads around 8 = 75°. The large widths partly reflect variations of 
optical and electrical performance of the different detector modules. Comparing 
the experimental values with those from simulations based on the experimental 
Nq values yields a reasonable agreement. The differences at larger angles point 
to possible losses in radiator transmission at longer path lengths and/or to local 
imperfections in photocathode quantum efficiency or mirror reflectivity. 
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In summary, the overall performance of the RICH detector system, although 
slightly lower than in the original design, has proven to be sufficient for 
identification in nuclear collisions (see sect. I4.5|) . 
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2.3. Tracking system 

2.3.1. Overview 

The high-resolution spectroscopy of vector mesons (<tm + _ /M e+e - ~ 2.5%) 
in heavy-ion collisions via their dielectron decay channel defines the decisive 
design and performance constraints on the HADES tracking system. To reach 
this goal, an intrinsic spatial cell resolution of the order or better than 150 yum 
along with the reduction of multiple scattering in detector materials and air, 
high efficiency and a large acceptance are crucial requirements for the success 
of the experimental program. Extended design studies and prototyping [2ll . I22I 
[23 | preceded the production of the 24 Mini Drift Chambers (MDCs) of four 
different sizes, conducted by GSI Darmstadt, LHE/JINR Dubna, FZ Dresden- 
Rossendorf [24|, IPN Orsay and University of Frankfurt. 

The HADES tracking system consists of 24 trapezoidal planar MDCs sym- 
metrically arranged in six identical sectors. It provides a polar angle coverage 
between 18° and 85° around the beam axis, forming four tracking planes (I-IV) 
of increasing size. In each sector, two modules (planes I and II) are located in 
front of and two (planes III and IV) behind the toroidal magnetic field of the 
superconducting magnet, as shown in fig. 1101 The region between the six coils 
of the magnet dictates the active area of the chambers. 

During the construction special emphasis was put on the use of low- mass ma- 
terials for window foils (aluminized Mylar) , wires (bare aluminum) and counting 
gas (Helium-based) in order to minimize multiple scattering. The total detector 
thickness per chamber is about 5T0 -4 in units of radiation length, giving a 
total close to 0.2 %, whereas the air in the tracking system represents 0.3 %. 
These values allow to achieve the momentum resolution needed to accomplish 
the physics demands as will be shown in sect. I4.3."4l 

The technical features are summarized in sect. 12.3.21 Section [2.3.31 briefly 
sketches the aspects concerning the alignment of the different modules with 
respect to each other. In sect. 12.3. 4[ the performance parameters of the drift 
chambers regarding detection efficiency, track reconstruction efficiency and spa- 
tial resolution are discussed. Section [4.3.41 presents the corresponding achieved 
momentum resolution. 

2.3.2. Detector characteristics 

To cope with ambiguities in track reconstruction in the high multiplicity 
environment of a heavy-ion reaction (for central Au + Au collisions at 1 AGeV 
incident energy a maximum cell occupancy of 30 % is estimated), all chambers 
are composed of six sense/field wire layers oriented in six different stereo angles, 
i.e. ±0°, ±20°, ±40°, sec fig. [TQl This favors maximum spatial resolution in 
polar direction, which points in the direction of the momentum kick. All four 
chamber types contain about 1100 drift cells each, with increasing size from 
5x5 mm 2 (plane I) to 14x10 mm 2 (plane IV). The chambers provide active 
areas from 0.35 m 2 up to 3.2 m 2 , thus covering the same solid angle per sector. 
The main feature of the design and the operation parameters of the chambers 
is the consequent implementation of the low-mass concept, as already pointed 
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up 




Figure 10: Left: Schematic layout of the HADES tracking system. Two sets of Mini Drift 
Chambers (MDCs) with 24 wire planes per sector are placed in front and behind the magnetic 
field to measure particle momenta. Right: Schematic view of the six anode wire frames inside 
a HADES MDC, representing the six stereo angles. 



out above. Resulting from the extensive R&D phase 2l| these requirements are 
met by three preventive measures: (i) cathode and field wires made of annealed 
aluminum (planes I-III: bare, IV: Gold-plated) with 80 /^m and 100 fim diameter 
spanned with tensions between 80 and 120 cN, depending on the chamber type, 
(ii) a Helium-based counting gas (Helium:Isobutanc = 60:40) and (iii) entrance 
windows made of 12 /im aluminizcd Mylar. 

The 20 fim (planes I - III) and 30 /im (plane IV) thick Gold-plated Tungsten 
sense wires are strained with an initial tension of 40 and 110 cN, respectively. 
To compensate for the total wire tension after being released from the assem- 
bly table, chamber frames of planes I-III have been pre-stressed before wire 
gluing. Together with the requirements concerning the acceptance this resulted 
in a sophisticated layer frame design with only 3 cm width, given by the coil 
case shadows, for the inner-most chambers. The chambers of the outer-most 
plane IV, which did not use the pre-stressed technique employ two extra Car- 
bon bars to keep the wire tension loss due to deformation below 10 %. 

The experiments with HADES are expected to run at least ten years. Creep- 
ing of the Aluminum wires and ageing are the main concerns with respect to the 
long-term stability of the chambers. Creeping has been systematically investi- 
gated in tension loss test series, yielding a 10 % loss in tension within five years. 



This has been confirmed by remeasurements in one chamber of plane III [24 1. 
Ageing is mainly caused by the accumulated dose in combination with the ma- 
terials used for construction and operating the chambers. For example, Epoxy 
from Araldite® is used for gluing the wires on the frames from Stesalit. The 
gas system is running in a re-flow mode with typically 10-20 % fresh gas and 
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continuous purification employing two large volume Copper catalyzer-filled car- 
tridges, which keep the Oxygen contamination level below 15 ppm. Two drift 
velocity monitors [25[ provide a sensitive control of the gas quality by measur- 
ing the drift velocity with a precision of better than 0.2 %. In addition, the 
simultaneous monitoring of the relative gains allows conclusions on the gas con- 
tamination, e.g. due to Oxygen. The expected maximum charge is of the order 
of 10 mC per year and centimeter of sense wire. An accelerated ageing test with 
55 Fe using two prototype chambers exhibited no noticeable gain drop (<5 %) 
for a time period of two years of continuous running [2l| . 

These results on creeping and ageing, together with the careful selection of ma- 
terials and running conditions, suggest that the requirements for the projected 
long-term operation of the HADES tracking system can be met. 

The drift chamber signals are read-out and digitized by means of dedicated, 
customized boards mounted on the chamber frames, not extending into the 
active area. Hence, special emphasis was put on the integration of the mod- 
ular front-end electronics, realized with analog boards (16 channels) mounted 
on digitization boards (64 or 96 channels). Four sense wires are connected by 
flexible printed circuits to the analog boards (2^|, housing ASD8-B chips 27 1 (8 
channels, 1 fC intrinsic noise, 30 mW/ch, adjustable threshold) for differential 
amplification, shaping and discrimination. These chips deliver logical signals 
with variable width, being equivalent to the time the shaped signal exceeds 
the given threshold. The logical signals are fed to TDC chips (CMOS, 8 chan- 
nels/chip, 0.5 ns/ch, common-stop, 1 /is full range) on the digitization boards. 
This semi-customized ASIC is multi-hit capable and thus allows to detect also 
the Time over Threshold (ToT) of each hit. Besides spike and zero suppression 
this chip offers the possibility of internal calibration, activated by a separate 
trigger type. The design of the front-end electronics was decisively influenced 
by minimizing the noise level on-line. In addition, the ToT information is a 
valuable tool to discriminate remaining noise hits off-line. 



2.3.3. Alignment 

The aimed-at performance of the HADES detector can only be achieved with 
a very precise knowledge of the positions of all detector components, and in par- 
ticular of the MDC tracking chambers. As discussed above, geometric surveys 
can only provide part of the necessary information, and additional correction 
parameters must be obtained from the event data themselves. Presently we 
have developed alignment procedures based on (i) straight-track reconstruction 
of data taken without magnetic field, (ii) straight tracks from cosmic radiation, 
and (iii) kinematically constrained events from proton-proton elastic scattering. 
For all of those, iterative fitting algorithms allow to produce a set of transla- 
tion and rotation parameters for each of the 24 tracking chambers, as well as 
for the other position-sensitive detector parts (TOF wall modules, Pre-Shower 
chambers, and RICH). Using straight tracks selected from a well defined ex- 
perimental situation (beam energy, target, trigger), a global alignment can be 
obtained and the corresponding parameters entered in the database. Although 
the precision with which the parameters were determined is of the order or bet- 
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ter than 0.1 mm, they represent only a global alignment, possibly biased by the 
events topology, which has to be further refined by tuning individual layer or 
wire groups offset parameters for individual chambers. This is still an on-going 
work. These parameters enter the geometry used in the track reconstruction. 

2.3.4- Tracking performances 

Detection efficiency. The detection efficiency of the wire layers has been in- 
vestigated by measurements using [3 rays from 90 SV sources, cosmic rays and 
reconstructed tracks from physics runs. Consistent detection efficiencies for 
minimum ionizing particles detected in the two inner drift chamber planes of 
about 90 % and 97 % were obtained, whereas the layer efficiency of the outer 
drift chambers reaches almost 100 %. Due to the small drift cell size of the in- 
ner drift chambers, the efficiency depends strongly on the applied high voltage 
and the read-out threshold. The lower efficiency of inner drift chambers results 
from operation at a smaller high voltage of -1750 V, respectively -1800 V as 
compared to the prototype in-beam test at typically -2000 V. The operation 
points of the experimental runs have been chosen for stable performance during 
data taking. 
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Figure 11: Reconstruction efficiency in the HADES acceptance for protons from p + p elastic 
collisions at 1.25 GeV kinetic energy. Regions of reduced efficiency in the upper sector are 
due to read-out failures and are fully taken into account through our GEANT simulation. 

Track reconstruction efficiency. The track reconstruction efficiency has been in- 
vestigated in proton-proton elastic scattering at 1.25 GeV kinetic energy which 
allows to prepare a clean track sample using angular (theta and phi) correla- 
tions of hits in the TOF and Pre-Shower detectors only. Knowing that each 
detected hit in the outer detector is caused by a p + p elastic scattering event, 
one can obtain the reconstruction efficiency from the inner and outer track- 
ing system. Protons from elastic scattering are reconstructed by the candidate 
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search (see sect. 14.2. ip with an efficiency close to 100 %. Requiring a htted 
inner MDC segment (see sect. 14.2.21) reduces the efficiency to about 92 %, a fit 
with both inner and outer MDC segments to 87 %. A full track reconstruction, 
including efficiency of the momentum determination via Runge-Kutta method, 
(see sect. 14.3. 3[) results in an efficiency of 86 %. Figure Qj] displays the re- 
construction efficiency projected on a plane perpendicular to the beam axis. 
The reconstruction inefficiency visible in the upper sector is caused by read- 
out electronics temporarily failing during this run. The corresponding analysis 
and correction factors were tuned accordingly and controlled against the elastic 
scattering angular distribution. 
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Figure 12: Top left: Sum of the measured drift times of two adjacent drift cells of the 0- 
degree layers versus the y-position of the reconstructed trajectory in the MDC coordinate 
system. Top right: Difference of the measured drift times of two adjacent drift cells. Bottom 
left: Projection, after transformation, of the measured drift time differences, shown here for 
MDCII. Bottom right: Time resolution (blue triangle) and corresponding spatial resolution 
(red dots) for the different drift chamber types MDCI-IV. The spatial resolution has been 
obtained by multiplying the drift time resolution by the average drift velocity. 
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Spatial resolution. First resolution measurements with a prototype of a plane II 
type chamber using a 2.1 GeV/c proton beam and an external silicon tracker 



achieved a spatial resolution a = 70 fim over 70 - 80 % of the drift cell [22| . These 
measurements were performed at an optimum high voltage setting of -2000 V. 
The spatial resolution of the drift cells under in-beam conditions have been 
investigated with the so-called self-tracking method. 

This method exploits time measurements of the same track in two adjacent 
drift cells, one in each of the two 0-degree layers (see fig. [TO]). For a given impact 
angle of the particles on the chamber, the sum of both drift time measurements is 
constant over a large fraction of the cell. Once the distance between the signal 
wires is known, the distance-time correlation, the drift velocity and the time 
resolution can be obtained. The drift velocity and distance-time correlation 
have been found to be in good agreement with Garfield simulations of the 
drift cells [11] . Typical values of the difference between the simulated value and 
the measured one stay below the simulated time dispersion of 2 ns. The latter 
simulations were then used to provide the distance-time correlation for the track 
fitting. 

Figure [12] shows the results of the method for the MDCII case. Particle 
tracks (mostly from protons and pions in the region of minimum ionisation) close 
to perpendicular impact from a proton-proton experiment at 3.5 GeV kinetic 
beam energy were selected. The sum of the two measured drift times (fig. [TO] 
top left) shows nicely that the sum is almost constant (deviations occurs only 
at the wire positions), but it suffers from trigger time fluctuations. The time 
difference (fig. [TO] top right) shows a much cleaner correlation pattern, which is 
not affected by this event-to-event fluctuation of the trigger. By fitting the lines 
of this z-shaped pattern and applying an appropriate transformation, a straight 
pattern is obtained, which is further projected. Assuming equal contribution 
of both drift cells, time resolutions are obtained (fig. [TO] bottom left), ranging 
from 2.3 ns up to 3.6 ns, slightly depending on chamber gas and cell geometry. 
Corresponding spatial resolutions were deduced for all MDC using averaged 
drift velocities (fig. [TO] bottom right). They range from 70 up to 110 mm. 

Energy loss measurement. Due to the lack of ADCs there is no direct measure- 
ment of the deposited charge in the MDC cells. From the width of the drift 
time signal (Time over Threshold (ToT)) an unambiguous measure of the en- 
ergy loss of the particle can be extracted. The measured ToT depends on the 
gas mixture, on the reduced electric field E/P 7 on the track geometry, on the 
drift cell size and on the threshold setting of the ASD8 chip. Special attention 
was paid to the unfolding of these dependencies to allow averaging over all drift 
cell measurements contributing to a particle track. 

For the following discussion the particle tracks are parameterized via mini- 
mum distance of the track to the sense wire and the impact angle with respect 
to the wire plane. The measured ToT depends on the distance from the sense 
wire, the impact angle (fig. 1131 left) and the momentum of the particle (shown 
for selected protons in fig. [TO] right). 

To calibrate the measured ToT of the single drift cells the correlation of the 
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Figure 13: Left: Dependence of ToT on the distance from wire to particle track for 0.7-0.8 
GeV/c protons at 4 impact angles. Right: Same for protons with a average impact angle of 
90° and different momenta (shown for MDCII). 



ToT with the particle energy loss is fitted by the function 

ToT = f(dE/dx) = c + Cl pog 10 (dB/da; + c 3 )] C2 , (2) 

with the parameters cq, c±, C2 and C3. Knowing the value of the momentum and 
the particle type from the other detectors, the energy loss of the particle can 
then be calculated using the Bethc-Bloch formula. The procedure is performed 



Figure 14: ToT versus energy 
loss correlation for protons at dif- 
ferent angles of incidence. The 
distributions have been fitted by 
the function l2l . 
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for intervals of 5° impact angle and 100 /im distance from the sense wire for all 
4 MDC types (fig. [HD. 

The correlation between the measured ToT and the energy loss of the particles 
track is non-linear. This compression of the correlation is most pronounced for 
strongly ionizing particles. The shape of the correlation curve depends on the 
shape of the signal and thus on the arrival time of the drifting electrons on the 
sense wire and also on the signal shaping performed in the readout electronics. 
To allow for averaging over all drift cell measurements, all contributing mea- 
surements are normalized to one reference measurement employing the inverse 
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correlation function ^j. Finally, a truncated mean method has been applied to 
get a better resolution. After truncation, on average 18 cells out of 24 remain, 
corresponding to a 20 % cut. 



Figure 15: Correlation of energy 
loss and polarity times momen- 
tum of particle tracks. The en- 
ergy loss is averaged over all con- 
tributing drift cells of a track 
through the 4 MDC planes and 
a truncated mean method has 
been applied. The solid lines rep- 
resent the energy loss calculated 
from the Bethe-Bloch formula. 




Figure Ql)] shows the correlation of the calibrated and truncated energy loss 
with particle momentum. The calculated energy losses from the Bethe-Bloch 
formula are represented as solid lines. Up to a momentum of about 0.7 GeV/c 
the MDC energy loss measurement can be exploited to separate n + from protons 
or to improve the signal to background ratio in a K + measurement. 
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Figure 16: Left: Measured ToT distribution from the MDCs for a given momentum slice, av- 
eraged over the whole HADES acceptance. Right: ToT resolution versus particle momentum. 
The merging of the 7r + line into the proton line at high momentum is due to an increasing 
number of wrongly identified protons. 

The ToT resolution has been studied by making Gaussian fits in each 25 MeV/c 
wide momemtum bin (fig. Ql)]left). The ToT resolution for different particle 
species is depicted in fig. 1161 right. For minimum ionizing particles, an energy 
loss resolution of around 7 % has been achieved. A better resolution of about 
4 % can be found for stronger ionizing particles. The resolution strongly de- 
pends on the number of drift cell measurements contributing to a particle track. 
The method described here yields similar results regarding the dEjdx resolution 
as compared to the drift chambers of Belle [29l| and BABAR [30j. It fits also 
nicely with the empirical formula given in [3l| . 
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2-4- Time- of -flight detectors 
2.4-1- Overview 

The time-of-flight system of HADES consists of two scintillator arrays, the 
TOF wall for larger polar angles (44° < 6 < 88°) and the TOFINO wall for 
the forward region (18° < 9 < 44°). Both detectors are placed in the region 
behind the tracking system and they are used mainly for triggering and particle 
identification purposes. 

A fast determination of the charged particle multiplicity of the event allows 
to select certain reaction classes. For heavy-ion reactions it permits impact 
parameter selection and hence centrality characterization. For elementary reac- 
tions it provides the possibility to enhance inelastic channels with multi-particle 
final states with respect to elastic scattering. Thus, the charged particle mul- 
tiplicity is a natural choice for a fast first-level trigger decision. Moreover, the 
fast determination of the impact position of each hitting particle, spatially cor- 
related to the position in the hadron-blind RICH detector, allows to perform a 
second-level trigger decision in order to select events which contain lepton track 
candidates. Both aspects will be discussed in more details in sect. G3 

The combination of the time-of-flight measurement with momentum deter- 
mination provided by the tracking system and the energy-loss measurement 
permits to perform efficient particle identification (e,7r,K,p), which is essential 
for the HADES physics program. 

2-4-2. TOF 

Detector characteristics. The TOF detector [32] follows the six-fold symmetry 
of the whole spectrometer covering polar angles from 44° up to 88°. Each sector 
consists of eight modules. Each module consists of a set of eight scintillator rods, 
with a total of 384 rods, which are enclosed in a carbon fiber case. 

In order to reduce the probability that two particles emitted in the same 
collision hit the same rod (double hits) to less than 10 % the TOF granularity 
has been matched to the charged particle multiplicity angular distribution. The 
rod cross section is 20x20 mm 2 for the innermost 192 rods and 30x30 mm 2 for 
the outermost 192. The rod length varies from 1 m to 2 m, respectively, from 
smaller to larger polar angles. 

Each rod is made of BC408 plastic scintillator material from Bicron, mainly 
for its optical properties: good attenuation length (3.8 m in bulk) combined 
with high scintillation efficiency (« 10 4 7/MeV) and fast response (2.1 ns decay 
time). Each rod end is glued to a light guide, bent by 65 — 67° with respect to 
the rod itself and coupled to a photomultiplier (PMT) by means of a 2.5 mm 
thick silicone disc. The light guide has an initial square cross section in order 
to fit to the scintillator shape, reaching progressively a circular cross section at 
the PMT photocathode side. To optimize their optical properties, the rods have 
been wrapped in aluminized Mylar sheets, along with the light guides. 

All sectors are equipped with 9133B PMTs from Electron Tubes Limited. 
Each PMT provides a signal from the last dynode for the amplitude measure- 
ment and from the anode for time measurement. The electronic chain includes 



25 



a Constant Fraction Discriminator (CFD), a Logic Active Delay (LAD) and a 
Time to Digital Converter (TDC). The amplitude signal measurement is per- 
formed by an electronic chain consisting of a shaper and an Amplitude to Digital 
Converter (ADC). The signal from the CFD is split into two parts and is con- 
nected to the first-level trigger electronics chain. By performing an analog sum 
of all the CFD signals it is possible to trigger on the charged particle multiplicity 
of the collision for event selection purposes. 

The time-of-flight (to/) of the particle, its hit position (x) along the rod and 
the deposited energy (AE) are measured as explained below. Let us denote with 
tlefti bright the calibrated time intervals between the instant when the reaction 
occurred (given by the START detector) and the arrival of the two light pulses 
at each rod end, and a; e / t , a r i g ht are the corresponding light signal amplitudes. 
Then these equations can be used to calculate the following variables: 

t°f = 2 (fright + heft - ~y~^J ' ( 3 ) 
X = ~(tright-tleft)Vg, (4) 



AE = k^j a right ai eSt z LIXat , (5) 

where V g is the group velocity of the light inside the scintillator rod, X a t its 
attenuation length, L the rod length, k a constant and x the hit position along 
the rod. 
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Figure 17: Left: Position resolution a x along the rod as a function of the TOF rod number. 
Each group of 64 rods corresponds to one sector. Right: Time-of-flight for lepton tracks in a 
C + C experiment. 



Performance. The TOF wall has been running stably throughout several runs, 
and its performance was evaluated in C + C and p + p experiments. The latter 
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case needs a separate treatment since it was performed without start detector 
(sect. [2X3). 

The average position resolution can be determined in correlation with the 
MDC tracking system by taking data without magnetic field. Let us assume 
that a particle emitted from the target crosses MDC and TOF wall, creating 
useful signals in both detectors. By projecting the segment reconstructed by 
the MDC on the TOF system, one can calculate the position of the projected 
point, and its distance from the hit as measured by the scintillator rod. The 
distribution of the difference between the two positions xtof — Xmdc can be 
fitted rod by rod by a Gaussian function, yielding the rod position offsets as 
well as the position resolution which is shown in fig. 1171 The average resolutions 
along the rod a x are 25 mm and 27 mm, respectively for 20x20 mm 2 and 30x30 
mm 2 rods. 

Electrons and positrons can be used to evaluate the time resolution of the 
TOF detector. In the energy range studied by HADES, the emitted leptons 
travel at velocities close to the speed of light. Their time-of-flight is then es- 
sentially independent of momentum and depends only on the traveled distance 
between the emission point and the TOF wall which is known from tracking. 
Figure Q~7] shows the time-of-flight distribution for lepton tracks, selected by 
using the spatial correlation with the hadron-blind RICH detector, normalized 
to the same path length of 2.1 m. The distribution can be fitted by a Gaus- 
sian function with a width of a to f ~ 190 ps. This value depends on the time 
resolution of the START detector. We used an additional method in order to 
evaluate the TOF time resolution without this contribution, by using dileptons. 
If we select events which contain a lepton pair, their difference in time-of-flight 
should be centered at zero after correction for the path length difference and 
does not depend on the start time. The fit to Gaussian distributions obtained 
from C + C data yields a characteristic resolution <tto f of the TOF array of the 
order of 150 ps. 

The energy loss information can be used for particle identification, but it 
appears to provide smaller discrimination power as compared to the time-based 
algorithm. For further information on energy calibration and performances 



see [32L l33| . 



24.3. TOFINO 

Detector characteristics. For time-of-flight measurements at polar angles smaller 
than 45°, HADES is currently equipped by a low-granularity system called 
TOFINO, shown in fig. [201 It is divided into six sectors each consisting of 
four BC408 scintillator paddles, arranged radially with respect to the beam 
axis. Each scintillator has a trapezoidal form of 1.3 m height and is 10 mm 
thick. The light is collected from the wide side of each paddle (0.32 m wide) 
on a Hamamatsu 1949 PMT via a light guide which is bent with respect to the 
paddle by 65°. 

The optical coupling between the light guide and the PMT is achieved by 
means of a 2.5 mm thick silicone disk. The paddles along with light guides 
have been wrapped with aluminized Mylar. Both signals from each PMT are 
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used for timing and amplitude measurements using an electronic chain similar 
to the TOF one. The TOFINO subdetector is mounted directly in front of the 
Pre-Shower detector (sect. 12.51) . which provides the particle hit coordinates on 
the paddle. In order to calculate the time-of-flight (tof) of the charged particle, 
the following equation is used: 

to/ = t-f, (6) 

where t represents the calibrated time interval between the reaction and the 
arrival of the light pulse at the PMT, V g the light group velocity in the paddle 
and x the distance from the hit position on the paddle to the PMT. 
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Figure 18: Left: TOFINO time-of-flight for lepton tracks from C + C collisions. The time 
resolution is about 420 ps. Right: TOFINO hit multiplicities for C + C and p + p collisions. 



Performance. The time resolution and double hit capability of TOFINO are 
worse than those of the TOF wall. Figure [18] shows the electron time-of-flight 
distribution for C+C collisions. The time resolution of TOFINO is about 420 
ps, which is determined mainly by the geometry of light collection system. 
The reduced granularity increases the probability of multiple hits on the same 
TOFINO paddle, which hampers time-of-flight extraction for such events. The 
hit multiplicity depends on the reaction type as shown in fig. [THJ For C + C 
reactions about 15 % of all events have 2 hits in one paddle, while for p + p 
reactions this number drops below 0.4 %. The replacement of the TOFINO 
detector by a Resistive Plate Chamber (RPC) wall 3J| is foreseen in the near 
future to facilitate measurements with heavy systems (e.g. Au + Au). 



2.4-4- Measurements without start detector 

For high-intensity proton beams (> 10 7 s _1 ) it is not possible to use a start 
detector since the induced background hampers the stable RICH operation. As 
a consequence, there is no common start time reference for tracks in the same 
event. However, in this case one can measure the difference in time-of-flight 
with respect to the fastest particle, instead of the real time-of-flight. 
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A new algorithm for time calibration of TOF and TOFINO systems as well 
as a procedure reconstructing the start time of the reaction have been developed 
35[. For the time calibration, lepton pairs emitted in the same event were used. 
Assuming that both leptons travelled over the same path length, their time-of- 
flight difference A to f must be equal to zero and does not depend on the start 
signal timing. Thus by setting the A to f distributions to zero on a paddle-by- 
paddle basis, all the time offsets can be determined. 

The start time reconstruction algorithm relies on the assumption that the 
particle identity is known from other detectors. From the assumed mass and the 
measured momentum, one obtains a time-of-flight estimate, and thus the offset 
to the real start time of the reaction. In HADES, there are two cases where 
such identification is unique. In the first case we use the RICH detector which is 
offering powerful electron/positron identification. For events without electrons 
or positrons we search for a negatively charged particle, which can be deduced 
from the track bending direction, and assume that it is a pion (obviously the 
most copiously produced negatively charged particle) . In this way we obtain an 
average time resolution a to f of 340 ps and an efficiency of about 92 % for events 
with a lepton, whereas a resolution of 440 ps and an efficiency of about 93 % is 
obtained for events with a negative pion. 

After the start time reconstruction it is possible to use the recalculated time- 
of-flight in order to identify particles for exclusive analysis of decay channels, 
which includes either electrons or negative pions. Figure [TO] shows momentum 
times polarity versus velocity plots after start time reconstruction for the two 
different cases. As one can see, protons and pions are well resolved. 




Figure 19: Left: Zp vs. velocity for events from pp collisions at 2.2 GeV with an identified 
e+/e — . Right: Same but with an identified 7r~ . 
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2. 5. Pre-Shower 

The Pre-Shower is located just behind the TOFINO at forward angles for 
electromagnetic shower detection. Each sector module comprises three trape- 
zoidal wire chambers (pre-chamber, postl-chamber, post2-chamber), separated 
by Pb converter plates as shown in fig. HOI The basic idea of electron or positron 
identification is schematically presented in fig. [20] (right): a charged particle 
passing through the gas chambers is registered by measuring the induced charge 
on the cathode pads with individual read-out. In order to obtain the complete 
charge of the electromagnetic shower an integration over several pads around 
the pad with the highest local charge value (local maximum) is performed. The 
integration is done in parallel on the corresponding pads of the three wire cham- 
bers. The comparison of the integrated charges from the different layers is the 
basis of the electromagnetic shower recognition algorithm, described in more 
detail below. 

The wire chambers are filled with an isobutane-based gas mixture and are 
operated in the limited self-quenching streamer (SQS) mode 36|, 37|. The SQS 
mode guarantees that an avalanche charge depends weakly on the particle spe- 
cific energy loss because of the charge saturation effect limiting the chamber 
gain. In this mode the integrated charge is rather proportional to the number 
of particles traversing the chamber than to their specific energy loss. This mode 
of operation was selected to reduce fake contributions from non-minimum ion- 
izing protons. Such protons produce larger energy losses in the post-converter 
chambers and would mimic electromagnetic showers. 



2.5.1. Detector construction 

A single sector of the Pre-Shower detector is composed of three wire cham- 
bers and two Lead converters (fig. |20|) of di = 2Xq and 0I2 = 1.5 Xo thickness, 
respectively, where X = 0.56 cm is the Lead radiation length. The wire cham- 
bers are constructed identically, as shown in fig. [2U and consist of one wire 
plane of equally spaced cathode and anode wires positioned at 4 mm distance 
from two flat cathode planes. One cathode plane consists of a 1 mm stainless 
steel sheet. The second one is made of fiber glass with Copper cladding. The 
latter one is divided into 942 pads to allow individual read-out. The geomet- 
rical size of the three wire chambers, internal wire separations, pad sizes and 
the dimensions of the converters are scaled proportionally to achieve the same 
solid angle coverage for all wire chambers of a given sector. The construction 
parameters of the chambers were obtained from simulations aimed at assessing 
the optimal geometry for minimizing the double hit probability in a single pad 
(below 5 % for Au + Au collisions) and minimizing the number of pads involved 
in the charge integration procedure in order to simplify the on-line electron 
search. The resulting pad structure of the pre-chamber is presented in fig. 1211 
A detailed description of all dimensions and aspects of mechanical construction 
can be found in [38j |. 

The pads are arranged into rows (32 per chamber, see fig. l2Tj) which are 
connected to front-end electronics boards, based on a dedicated ASIC chip which 
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Figure 20: Left: Schematic layout of the Pre-Shower detector and forward TOFINO (one 
sector). Right: Side view of the Pre-Shower detector. The three gas chambers and two Lead 
converters are shown. Electron-hadron discrimination is performed by comparing the number 
of particles measured in the chambers in front of and behind the Lead converters. 



represents a 32-channel charge amplifier /shaper with output multiplexer, and 
digitization with an 8-bit ADC [39(. In order to simplify the shower pattern 
recognition algorithm (sect. [3]) full digital information from 32x32 pads per 
chamber is sent to a dedicated Image Processor Unit (IPU). 

2.5.2. Performance 

The main aim of the Pre-Shower detector is to identify electrons (positrons) 
by means of the electromagnetic shower detection. The electron candidate 
search consists of the following steps: (i) finding a local maximum of the charge 
distribution in the pre-chamber (hit reference position) or if not present, a lo- 
cal maximum of the charge in the postl-chamber, {it) integrating the charge 
over 3x3 pads (a local maximum pad and eight neighboring pads) in the pre- 
chamber (S pre ), postl-chamber (£ post i) and post2-chamber (£ p0 st2) around the 
local maximum and (iii) finally, applying one of the following electron identifi- 
cation algorithms: 

a. Maximum Sum Tgiip), Ts2{p)'- 

^^>T sl (p) or ^l>T S2 (p), (7) 
where Tsi(p) and Ts2{p) are momentum dependent threshold values. 
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Figure 21: Left: Schematic drawing of a chamber of the Pre-Shower detector. The position- 
sensitive pad plane with 942 pads is shown. Right: The anode wires operating at +2.7 kV and 
cathode wires at ground potential are mounted on separate frames symmetrically positioned 
between two cathode planes. 



b. Sum Difference: 

^postl ^- J post2 ^pre (p) > T SD {p). (8) 

The thresholds for both algorithms have been optimized using a dedicated 
Monte Carlo GEANT [40( simulation to get the best ratio of recognized electrons 
to fake events (protons, pions) and to maintain high electron efficiency (> 80 %) 
over a broad momentum range (0.1 GeV/c < p < 1.5 GeV/c). 

Figure[23](left) shows the Sum Difference (eq.[5]) measured for electrons with 
momenta p rj 0.5 GeV/c (triangles) and minimum-ionizing pions. Using these 
distributions the electron-hadron rejection can be evaluated for a given charge 
threshold as a function of momentum. The right panel of fig. 1231 shows the pion 
rejection obtained for a threshold yielding a constant electron efficiency of 80 %. 

The fraction of fake events is about 10 % for minimum ionizing protons or 
pions and increases for low momentum protons. However, this can be reduced 
without affecting the electron identification efficiency by applying a time-of- 
flight window of 8.7 ns on TOFINO hits. Using the Pre-Shower condition (eq.[8]) 
and the time-of-flight window, more than 90 % of the hadrons are rejected. 
Finally spatial correlations of electron candidate hits in the Pre-Shower with 
reconstructed tracks in the MDCs and RICH rings provide a clean electron 
identification (see sec. I4.4|) 



32 



post2-chambcr 

postl-chamber 




Figure 22: Schematic view of the shower algorithm. In each layer the sum of the charge over 
3x3 pads is calculated. The larger charge deposition in the post-chambers is the signature 
of an electromagnetic shower. 
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Figure 23: Left: Sum of charge £Q, over 3x3 pads, measured on postl- and post2-chamber 
with subtracted charge measured in the pre-chamber. Electrons with momenta p ~ 0.5 GeV/c 
(triangles) produce electromagnetic cascades in the Pb converters which results in a larger 
charge deposit compared to the one from hadrons, here ir~ (dots). Right: Pion suppression 
as a function of momentum: the fraction of pions rejected after the algorithm for lepton 
recognition (electromagnetic cascade) has been applied. Data are taken from 3.5 GeV p + p 
collisions. 
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2.6. Target and beam detectors 

2.6.1. Overview 

The HADES physics program requires experiments with various beam-target 
combinations. The investigation of elementary processes leading to dielectron 
production is carried out with pion, proton and deuteron beams incident on a 
liquid hydrogen target. While the study of in- medium modifications of hadron 
properties at normal nuclear density requires light projectiles on heavy targets, 
the effect of higher temperature and compression can be investigated only with 
heavy projectiles. For the elementary process studies, beam detectors based 
on scintillating fibers have been developed. For the beam monitoring, beam- 
profile, time structure analysis and finally for the time-of-flight measurement 
for heavy-ion experiments, polycrystalline diamond detectors are employed. 

2.6.2. The liquid hydrogen target 

The liquid hydrogen target (LH 2 ) has been developed at IPN Orsay to fulfill 
the requirements for the study of elementary processes through collisions of light 
projectiles (pion, proton or deuteron) with protons. The target consists of a cell 
(50 mm long, 25 mm in diameter) filled with liquid hydrogen at atmospheric 
pressure and a temperature of 20 K. The liquid is contained in a vessel built 
out of Mylar foils of different shapes glued together with ECO-BOND 286 glue 
(see fig. [Ml). 




Figure 24: LH2 target. The entrance window is glued on a stainless steel tube with a diameter 
of 15 mm (visible through the transparent wall of the cell), whereas the target vessel diameter 
is 25 mm. 

The target entrance and exit windows as well as the cylindrical part are 
100 /im thick. An external carbon fiber housing, 4 cm in diameter and 0.5 mm 
thick, is placed around the vessel which is thermally insulated by 10 layers of 
superinsulation material (6 /im thick aluminized Mylar). The forward end cap 
of this cylindrical carbon fiber cylinder is also made out of a 100 /jm thick Mylar 
foil. 

For proton-proton experiments, the interaction probability of the in-beam 
housing material along the beam axis amounts in total to less than 0.05 %, 
whereas the 5 cm long liquid part of the target yields a 0.7 % interaction prob- 
ability. The low energy threshold for protons to escape the target is 15 MeV 
at 90° and reaches 30 MeV at forward angles. The cooling down from room 
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Figure 25: The beam line to HADES in a configuration for pion beams. Indicated are the 
positions of the pion tracking hodoscopes XI and X2 in the dispersive plane and Y3 in front 
of the target and of the veto Y,X behind the HADES setup. 



temperature takes 12 hours. The cryogenerator operation is controlled by a 
Labview based interface. 

2.6.3. Light projectile beam detectors 

A production target for pion beams has been installed at the heavy-ion 



synchrotron SIS [4l|, |42j . This opens up the possibility for a broader research 
program at GSI, in particular at HADES, by including the study of elementary 
reactions which is a prerequisite for understanding the complex dynamics of 
heavy-ion collisions. 

For minimum-ionizing pion and proton beams, the diamond START detector 
cannot be used since the deposited energy is too small. Therefore, alternative 
detector concepts are required. In addition, for secondary pion beams, a mo- 
mentum measurement is mandatory for each individual pion. This is achieved 
by measuring the position in the dispersive plane of the beam line, shown in 
fig. [23 A system of five detectors is available serving as START (Y3), VETO 
(Y,X) and tracking devices (XI and X2) for pion beams. All detectors consist 
of scintillating plastic bars, strips or fibers, which are read out individually with 
photomultiplicrs. Their properties are summarized in table [3] 

The two scintillating bar hodoscopes used behind the pion production target 



are described in detail in |42j . Figure [26] shows a schematic cut of the Y3 fiber 
hodoscope consisting of 96 scintillating fibers of 1 mm diameter. Due to the 
finer granularity, fiber detectors allow to run at a higher rate of ~ 1 MHz/mm. 
Neighboring fibers overlap by 30 % to avoid geometrical efficiency losses (close- 
packing, see fig. |26|) . To increase the light output, in particular for minimal 
ionizing particles, four layers of fibers are stacked behind each other. The 
fibers are read out via light guides with 16-fold multi-anode photomultiplicrs 
(Hamamatsu H6568). 

In the intermediate focal plane the position of pions is determined with two 
hodoscopes (X1/X2) of 128 scintillator strips (0.8x5.0 mm 2 ) each. They are 
read out with 32-fold linear phototubes (Hamamatsu H7260), whereby the 
signals from two adjacent strips are fed into one electronic channel. 
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label 


shape 


material 


channels 


granularity 


thickness 


active area 










(mm) 


(mm) 


(mm 2 ) 


XI, X2 


strips 


EJ-212 


64 


2 


5 


120 xl20 


Y3 


fibers 


BCF99-77 


96 


0.7 


5 


67 x60 


Y, X 


bars 


BC404 


16 


10 


5 


160 xlOO 



Table 3: Properties of the pion tracking hodoscopes. The labels refer to fig, 1251 
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Figure 26: Left: Schematic view of the fibcrplane Y3. Right: Section perpendicular to fibers. 



Dedicated front-end electronics is used for the readout of the hodoscopes. 
Fast signals are provided for timing and triggering purposes. An estimate of the 
signal amplitude can be deduced from a time-over-threshold measurement. 

Using 7T~ beams with a momentum of 1.17 GeV/c the efficiency of the ho- 
doscopes has been determined to be greater than 99 %. The time resolution 
is a < 300 ps. The position measurement at the dispersive plane allows a 
determination of the pion momentum to a p /p ss 0.1 %. 

2.6.4- Heavy-ion beam detectors 

Heavy-ion beam intensities up to 10 8 particles/spill for ions up to Au and 
thin segmented targets (total thickness < 5 % of the interaction length) are 
being used. For this reason a START- VETO detector system made of two ra- 
diation hard CVD (Chemical Vapour Deposition) diamond strip counters has 
been designed. This solution has the following advantages: (i) high rate ca- 
pability (signal base- width of about 2 ns), (ii) radiation hardness (better than 
Silicon), (iii) fast signal collection time (hole mobility 1200 cm 2 V _1 s _1 ), (iv) 
low noise (band gap 5.5 eV). Furthermore, no additional cooling is needed due 
to a thermal conductivity of 1000-2000 Wm — 1 K _1 ; hence the detector can be 
operated at room temperature. 

The CVD diamond with excellent timing properties (rise time below 500 ps) 
[43d delivers a precise reference time signal for time-of-flight measurement in 
HADES. The HADES START- VETO system consists of two CVD diamond 
strip detectors located 75 cm upstream (START detector) and 75 cm down- 
stream (VETO detector) of the target (see fig. [27| . Both detectors have identi- 
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Figure 27: Left: Start-Veto system used in HADES heavy-ion experiments. Each detector 
consists of 8 strips with widths varying from 5.4 mm to 1.55 mm. Right: Time resolution 
measured with Cr beam. 



cal design, each consisting of 8 strips with variable width ranging from 5.4 mm 
for the most outer strips to 1.55 mm for the inner strips. The widths are opti- 
mized such that a coincidence of one Start strip with 3 Veto strips is sufficient 
for a Veto efficiency of 96 %. Furthermore, with this design the count rate per 
strip is nearly constant. In order to minimize secondary reactions in the start 
detector, the thickness of the detector is 100 /mi only. The time resolution of 
the Start- Veto system is shown in fig. [13 it amounts to a = 29.2 ps. The time 
resolution of the START- VETO system shown in fig. [27] was measured with 
52 Cr beam at beam energy of 650 AMeV. It amounts to a — 29.2ps and is worse 
for lighter beam ions like 12 C since the deposited energy is proportional to the 
Z 2 . The time resolution measured with 12 C at 2.0 AGeV beam is about llOps. 

Each strip of the detector is read-out by a low-noise current-sensitive broad- 
band amplifier. The amplified signals are further processed using leading-edge 
discriminators with two outputs: (i) for the TDC (Time to Digital Converter) 
unit and (ii) for the First-Level Trigger (LVL1) logic (sect. [3]). 
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3. The trigger, data acquisition, and slow control systems 



As pointed out in sect.[TJ e + e~ pairs arising from the decay of vector mesons 
are rare probes. In order to avoid the data aquisition system and the front- 
end electronics to be overloaded and to acquire the statistics needed for the 
interpretation of the electron spectra, on-line data reduction and event filtering 
have been used. The core of the event filtering is a two-staged trigger system 
reducing the amount of purely hadronic events, thus enhancing the electron 
yield. This strategy is outlined in the following subsections. More detailed 



information on the trigger system can be obtained from 44 1 



3.1. Data acquisition and trigger distribution 

The trigger and data acquisition system of HADES is a distributed system. 
Triggers are created and transmitted to the individual subsystems from one 
place, the Central Trigger Unit (CTU) reacting on external trigger input sources 
such as multiplicity triggers, minimum bias or calibration triggers. As a result, 
a digital level- 1 (LVL1) trigger signal is generated by the CTU, consisting of a 
consecutive number (trigger tag) and a trigger code containing the information 
about the input source which has been activated. This information is forwarded 
via Detector Trigger Units (DTUs) to readout modules where it is converted 
into sub-detector specific signals and sequences, depending on the trigger code. 

After data has been read out from the front-end electronics, a level-2 (LVL2) 
trigger algorithm selects events by searching for electron candidates. This is 
done by Image Processing Units (IPUs) working on the data of the different 
detector sub-systems using dedicated electron recognition algorithms. The re- 
sulting hit information is combined into a single LVL2 trigger decision in the 
Matching Unit (MU) and then forwarded again via the CTU to all sub-systems. 
As the LVL2 trigger decision arrives after a latency corresponding to several 
events (5 to 10 events are typical values) the readout boards need to store the 
data in buffers (LVL1 pipes) large enough to hold the data for this time. After 
a LVL2 trigger signal has been received the data is either copied into separate 
memory (LVL2 pipe) or discarded, depending on the decision. 

Readout programs finally transport the data (UDP network protocol is em- 
ployed for this purpose) to the Event Builder (EB), a PC which combines 
the data from different asynchronous data sources into complete events and 
finally writes them to mass storage. As most of the systems are based on VME 
crates, these readout programs are running on standardized VME-CPUs with 
Linux/LynxOS. Figure [28] shows a complete overview of this concept. 

3.2. The LVL1 trigger 

The LVL1 trigger is created after one of the signal inputs of the CTU has 
been activated. At the same time a common start signal is provided for time 
measurements and serving as a source for gate signals for charge measurements. 
This signal is distributed to all sub-detectors within typically 500-600 ns. Mean- 
while, the CTU inputs are locked until all DTUs have released the trigger bus. 
As a consequence, the HADES trigger system is not dead time free and the rate 
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Figure 28: Block diagram of the trigger distribution and data acquisition system. Triggers 
are sampled by the central trigger unit (CTU) and transported via the trigger bus to the 
Detector Trigger Units (DTUs). The data is stored in the LVL1 pipe. At the same time 
pattern recognition algorithms are performed in Image Processing Units (IPUs), a Matching 
Unit (MU) finally combines this information. After a positive decision, the data is read out 
via the VME CPUs and sent to the Event Builder. 



of accepted triggers strongly depends on the readout capabilities of the indi- 
vidual sub-systems. On the other hand, this architecture makes sure to have 
only complete events written to disk and no sub-detector (or part of its data) 
is missing. 

The trigger inputs can be separated into two classes: calibration and physics 
triggers. In the first case, the digitization is carried out without zero suppression 
to monitor the time-dependent performance of the detectors, obtained with 3 Hz 
to 4 Hz during data taking using a pulser. 

The physics trigger however is usually derived from the START detector 
measuring all incident beam ions in coincidence with a reaction trigger from 
TOF/TOFINO. In the case of a missing START detector (like in the proton 
runs) the first particle observed in the TOF/TOFINO detectors is used as a ref- 
erence. Furthermore, as already mentioned in sect. I2.41 certain reaction classes 
have to be selected in order to get enhanced statistics. Besides the reaction 
triggers, downscaled minimum bias triggers are recorded as well e.g. to measure 
proton-proton elastic events for absolute cross section determination. Typical 
rate reductions obtained by the reaction triggers are about one order of mag- 
nitude as compared to minimum bias rates. All first-level trigger decisions are 
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implemented in fast ECL logic using discrete components. 



3.3. The LVL2 trigger architecture 

The LVL2 trigger is based on two consecutive steps, which are sketched in 

fig. IM 

In the first step each IPU is searching for either electron signatures in 
the data of the corresponding detector, respectively: Cherenkov rings in the 



RICH 14], or fast particles in the TOF, development of electromagnetic show- 
ers in the Pre-Shower or both. For each of these signatures position and angle 
information is provided. 

In the second step the Matching Unit (MU) [SB)], connected to all IPUs, 
combines the angle information from the electron signatures of the IPUs before 
(RICH) and after the magnetic field (TOF/Pre-Shower). Electron candidates 
are reconstructed by performing approximate tracking. Here, we exploit the 
fact that in first order particles are only deflected in polar direction. A narrow 
window in the azimuthal angle allows to correlate RICH and Pre-Shower/TOF 
hits. Second order corrections are taken into account by an angle-dependent 
matching window. The same procedure applies for positrons. 

Finally, electrons and positrons are combined into pairs (dielectrons) , which 
is done for like-sign as well as for unlike-sign pairs. The trigger conditions can be 
chosen in each experimental run individually. Typical requirements are at least 
one ring, one electron candidate or one pair per event. All units are custom-built 
electronics, based on programmable logic (FPGAs, CPLDs) and digital signal 
processors as discussed in the following sections. 

3.4. The RICH IPU 

The RICH IPU searches for possible ring centers on every pad of the squared 
96x96 detector plane of a single sector, containing pads of varying dimensions 
(see sec. l2.2p . Thanks to the special design of the photon detector pad plane the 
rings exhibit a constant diameter of 8 pads. The ring search is challenging due 
to the low photon statistics as well as by background from various sources such 
as charged particle hits in the photon detector and electronic noise. Therefore, 



several algorithms have been tested [46J, where the following was chosen 



For every possible ring center on one of the (96x96 = 9216) loci, a 13x13 
pad region is analyzed. All hits on a ring within a radius of 4 pads are added. 
There are two veto sub-regions, inside and outside the ring region, where the 
pads are added. These hits account to the veto region. If a certain threshold 
value in the ring region is exceeded and the value of the veto region is below its 
preset threshold, the center is assumed to be a ring candidate. The found ring 
centres on the 96 x 96 plane are then cleaned using a local maximum search. All 
six HADES sectors are searched in parallel. FPGA based pattern reconstruc- 
tion modules and a ring recognition module have been developed. They are 
implemented as VME modules and obtain the hit pattern information from the 
RICH readout electronics. 
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Figure 29: Overview of the reduction capabilities of the complete HADES trigger system. 
The first-level trigger (LVL1) is generated via charge multiplicity measurement with a certain 
admixture of minimum bias and calibration triggers. The second-level trigger is searching 
for electron hit candidates in the RICH, PreShower and TOF detectors which are correlated 
using the Matching Unit. The reduction factor of the LVL2 algorithm is 4 - 40, depending on 
the reaction under consideration. 



3.5. The Pre-Shower IPU 

The purpose of the Pre-Shower IPU is to find electron signatures in three 
layers of the Shower detector, i.e. in all HADES sectors in parallel, as described 
in sec. I2.5I The Pre-Shower IPU searches for an increase in charge of the post- 
chamber layers, which is done by summing up the charge over 3x3 pad regions, 
as given by eq. [7] Subsequently, a local maximum search is performed. The full 
8 bit pulse height information is used (3x1024 pads). Additionally, the Shower 
IPU performs detector readout. 

The realization of the Pre-Shower IPU is similar to that of the RICH IPU. 
The data is processed in parallel by FPGAs (Altera EPF10K100ARC), where 
the algorithm is implemented in a pipelined fashion, row by row. Due to the 
additional tasks of readout, pedestal correction, zero suppression and storage of 
the data in pipes for readout after a positive LVL2 decision the Pre-Shower IPU 
for the complete HADES detector consists of 12 VME boards (motherboards 
with add-on card). 

3.6. The TOF IPU 

The Time-of-flight IPU (TIP) is a combined readout and image processing 
unit. The TOF readout system is also handling the TOFINO, the START 
detector, pion hodoscope and several other modules, like latches and scalers. 
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The complete TOF readout system is based on the VME standard. Ana- 
log data from the detectors are sampled in VME based TDC/ADC modules 
(CAEN v878/v879). In addition, the multi-hit TDC vll90 (from CAEN) and 
the latch/sealer 3820 (from SIS) have been used. Here, the latch provides in- 
formation about the fired LVL1 trigger source and the scaler monitores the 
numbers of triggers occured during the dead time of the CTU. 

Each of the VME crates houses up to 18 converter modules, the VME CPU, 
one TIP module and one DTU. The TOF IPUs are reading out the TDC and 
ADC boards, which is done in 4 VME crates in parallel. After readout on-line 
data analysis and image processing is performed by the IPUs. In case of a 
positive LVL2 trigger, data is sent via one more TOF IPU board, acting as a 
concentrator, to the EB. 

3. 7. The trigger and readout board 

Unlike the other systems the Trigger and Readout Board (TRB) [47]) is a 
stand-alone ethcrnct based readout board replacing the vll90 module with on- 
board TDC functionality, based on the HPTDC [48j with the advantage to be 
closer to the detectors. It has been used in several experimental runs to read 
out beam hodoscopes as well. 

3. 8. Performance of the DA Q and the LVL2 trigger 

In addition to the events containing an electron candidate as determined 
by the LVL2 trigger algorithm, some LVL2 trigger signals are independently 
marked with a preset downscaling factor as positively triggered, irrespectively 
of their physics contents. These events provide an unbiased event sample for a 
study of the LVL2 trigger algorithm properties (see below). The downscaling 
factor ranges from 1:3 to 1:9 depending on the event size. It was tuned to keep 
the reduction of the accepted LVL1 trigger rate below 10 %. 

The performance in the LVL1 and LVL2 trigger rates are strongly coupled. 
For reactions with large particle multiplicities, where the DAQ system has to 
transport more data, the LVL2 trigger rate is limited due to the bandwidth of 
the readout electronics. On the other hand, the data reduction factor, related to 
LVL2 trigger performance, depends strongly on the collision system (background 
and data load) and the additional downscaling factor for the unbiased LVL2 
events. Therefore, the collision system has a direct impact on the accepted 
LVL1 trigger rate. 

Typical reduction factors are in the order of 1/10. They were achieved for 
small collision systems including C + C for the LVL2 trigger condition requir- 
ing at least one electron candidate found by the MU. This LVL2 setting leads 
typically to 17 kHz accepted LVL1 triggers, 2 MBytes/s transported LVL2 data 
(at 4 kHz) and trigger/DAQ deadtime of nearly 100 %. For the experimental 
runs, the beam intensity was chosen to result in a DAQ deadtime of about 60 %. 
Table 0] summarizes achieved DAQ performances for the C + C and Ar + KC1 
reactions. 

For reactions with large particle multiplicities, where the DAQ system has 
to transport more data, the LVL2 trigger rate is limited due to the design of 
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beam energy 
/ system 


accepted 
LVL1 rate 


reduction 
factor 


accepted 
LVL2 rates 


2 AGeV/ C + C 
1.76 AGeV/ Ar + KCl 


17 kHz 
7 kHz 


12-20 
3-4 


4 kHz ~ 2 MBytes/s 
1-2 kHz ~ 7-14 MBytes/s 



Table 4: DAQ and trigger performance for typical in-beam conditions. 



the data paths of the readout electronics, which is one of the reasons for the 
ongoing upgrade project [471 ] . 

However, one should note that the accepted trigger rates are approximately 
a factor of two smaller than the equivalent LVL1 rates when a random pulser 
is used. The reason is traced back to short-time (10 - 150 /its) beam intensity 
fluctuations caused by the extraction system resulting in a reduced effective 
duty cycle and a larger dead-time. 

For the above conditions we found electron pair efficiencies of about 90 %, 
in good agreement with the trigger emulation using the off-line analysis [49l ]. 
No physics bias is introduced by the second-level trigger, as will be discussed in 
sect. |H 



3.9. Slow control 

The slow control system is based on the EPICS [H(| control system. We 
use the EPICS toolkit to build the necessary client and server programs which 
monitor and control the hardware of the experiment. As much as possible, ap- 
plications available in the EPICS community were reused and only the parts for 
our custom hardware were written from scratch. Our development included the 
driver for CAMAC via VSB bus, high-voltage control with a LeCroy 1440 sys- 
tem, driven via CAMAC, readout of a custom temperature monitoring system, 
and readout of gauges for gas bottles via serial lines. In addition, many types 
of genSUB records were produced to control VMEbus-based custom hardware. 
Some devices were designed using the field bus CANbus for crate control, for 
control of low-voltage regulation boards, for power supplies, and for the fast 
RICH current monitor. 

On the client side, we use the common tools for user, namely a graphical 
user interface, an alarm handler and a backup and restore tool. To store values 
of read-back parameters the ChannelArchiver tool is used. The stored data 
can be used for reconstructing gains and detector efficiencies. A more powerful 
means of storage than the internal file format of the Archiver was developed at 
SLAC, the OracleArchiver, which has been adapted to our needs and extended 
to provide summing and mean value generation during runs. 
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4. Data analysis and detector performance 



4.1. Framework 

The HADES on-line/off-line analysis is realized within the HYDRA frame- 
work [5l[, i.e. the Hades sYstem for Data Reduction and Analysis, based 
entirely on the C ++ class package ROOT [52[. This approach allows full and 
consistent use of all built-in features of the ROOT software developed and main- 
tained at CERN, and which has meanwhile become a de facto standard in most 
high energy and nuclear physics experiments. The object-oriented design chosen 
for HYDRA is modular, which means that detector-specific and/or task-specific 
classes are all derived from a common set of base classes, and it is therefore very 
flexible and extendable. Input can be taken from different data sources, namely 
event servers, list-mode data files in various stages of analysis, data summary 
files or simulation files. The execution flow of the data processing is realized via 
freely configurable task lists, controlled via ROOT user macros. The initializa- 
tion of geometry, set up and calibration parameters is possible from an Oracle 
data base [53[ and/or from ROOT files, with full version management imple- 
mented. The analysis can be run in stand-alone batch mode or from interactive 
ROOT sessions. Indeed, the developed analysis code is routinely used, both 
for off-line and on-line data processing during data-taking runs. In the on-line 
mode, convenient control of the basic functionality is available via a Graphi- 



cal User Interface implemented with the Qt widget library [541 ]. Details of the 



HYDRA class design and implementation are given in 51]. 

For simulation studies, the analysis is interfaced to the detector simulation 
package GEANT3 from CERN via ROOT event files that are read and dig- 
itized by HYDRA. Event overlay, i.e. the embedding of simulated tracks into 
real events for efficiency and performance investigations, is supported as well. 
Finally, a comprehensive and modular ROOT-based event generator, called 
PLUTO ++ [55|, [5^|, has been developed for fast simulation studies, but also 
as an input source for detailed GEANT simulations. 

The HYDRA and PLUTO ++ frameworks have been implemented to run on 
various flavours of the Linux operating system. Apart from the (freely available) 
Oracle data base client, only open-source software has been used. 

In the following subsections we present the aspects of the high-level data 
analysis which are specific to HADES experiments, namely the track reconstruc- 
tion algorithms, the particle identification (hadron and lepton) procedures, and 
the dielectron reconstruction procedure. The description of the specific analysis 
packages needed for elementary reactions, such as the event hypothesis and the 
kinematic refit, will be part of a future publication as they go beyond the scope 
of the present paper. 

4-2. Track reconstruction 

The reconstruction of the particle trajectories in the tracking system of 
HADES is accomplished in several steps: 
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1. The spatial correlation of fired drift cells in the drift chambers (MDCs) is 
performed by a track candidate search (sect. |4~2.1[) based on the identifica- 
tion of so-called wire clusters. The wire clusters are defined using only the 
geometrical positions of the fired drift cells and define track segments. Track 
candidates are finally obtained through the matching of track segments in 
the inner and outer drift chambers within one sector. 

2. The corresponding space positions of the track candidates are fitted by a 
model function taking into account the drift time information of the cells 
(see sect. l4.2.2p . 

3. For electron identification, the inner track segments are matched with rings 
in the RICH detector, while for all tracks the outer track segments are 
matched with hit points in the TOF or TOFINO and Pre-Shower detectors. 

4. The particle momentum is determined by various algorithms making use of 
the bending of its trajectory inside the magnetic field region (see sect. I4.3j) . 

5. Particle identification is supplemented by the information of the particle 
momentum, its time of flight and energy loss in the TOF/TOFINO and 
the MDCs. Furthermore, the correlation with a reconstructed ring in the 
RICH detector and a detected electron shower in the Pre-Shower detector 
provide an efficient lepton identification. 

4-2.1. Track candidate search 

MDC IV 




Target 

Figure 30: Principle of the track candidate search in the track reconstruction procedure. For 
an easy view, only one layer is shown in each MDC 
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The track candidate search is based on the projection of the area of fired 
drift cells along a certain direction onto a common projection plane and the 
localization of maxima in this plane. The projection plane chosen (see fig. I5U|) 
is the centre plane of two coplanar outer chambers, while for the non-coplanar 
inner geometry the plane is chosen such that the projections of the drift cells 
are of similar size. 

For the inner drift chambers the projection is performed with respect to the 
centre of the target. Here, only the extension of the target along the beam axis 
is taken into account. The impact point of the track on the projection plane 
is given by the local maximum of two-dimensional distributions built from the 
slices spanned by fired drift cells, as shown in fig.[2I][57f. To reduce the number 
of fake candidates created by accidentally crossing hit wires, all fired drift cells 
belonging to either one or both inner chambers are simultaneously projected 
onto one plane. The target position and the location of the maximum in the 
projection plane then define a straight track segment in space. 



Figure 31: Left: x — y detector coordinate space projection of the drift cells in the cluster 
finding procedure. Right: 2-dimensional histogram with a peak at the location where the drift 
cell projections have maximum overlap. In this example, the z axis indicates the peak height, 
corresponding here to a track totalling 12 hit layers in the inner drift chambers 15711 . 




The deflection of a charged particle by the toroidal magnetic field of the 
HADES magnet can be approximated by a momentum kick on a nearly flat 



virtual kick plane [51[ in the field region (see sect. 14. 3. Tj) . Hence, when searching 

for wire clusters in the outer drift chambers, the same strategy is followed as for 
the inner ones, except that the target position is replaced by the intersection 
point of an inner segment with the virtual momentum kick plane. This inherent 
matching of inner and outer segments defines a track candidate. This is shown 
in fig. [30l which depicts a schematic representation of the candidate search. Note 
that this procedure neglects the additional deflection due to weak fringe fields 
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reaching into the MDC volumes. 

The spatial resolution of the track candidate search is defined by the wire 
spacing. The stereo angles of the wire planes have been optimized for best 
resolution in the direction of particle deflection. Thus, the position resolution is 
worse along the x coordinate of the chamber than on the y coordinate. For the 
inner drift chambers the resolution along the x coordinate is 1.12 — 1.5 mm and 
along the y coordinate 0.8 — 1 mm. Due to their larger cell size, the resolution in 
the outer drift chambers is 3.9 — 4.8 mm and 2.9 — 3.3 mm in x and y directions 
respectively. 

4-2.2. Track segment fitting 

The precision of the reconstructed hit points in space is improved from a few 
mm down to typically 0.1 - 0.2 mm by making use of the drift time measurement 
and by fitting the space coordinates of the track to a track model. This requires 
to convert a measured drift time into a distance to the sense wire. The distance 
to time correlation for each drift cell geometry (x — t correlation) was obtained 
from Garfield [58| simulations and checked against test measurements [H^|. 

The drift time measured by the TDC connected to a drift cell is the sum of 
the real drift time, the propagation time of the signal along the sense wire up 
to the readout electronics and the time of flight of the particle to the drift cell 
relative to the stop signal derived from the trigger. The propagation time of the 
signal can be subtracted from the measured time since it can be computed from 
the known position of the hit on the wire. As the remaining time value still 
contains a part due to the time of flight of the particle, it is suitable to perform 
a track model fit with respect to a time variable, simultaneously extracting the 
time of flight of the particle. 

Fitting two chambers simultaneously is performed employing a straight-line- 
track model. Again, we neglect the residual fringe fields in the chamber region. 
However, since only the coordinates of the hit points at each chamber mid plane 
are used in the final momentum determination, the relative small bending effect 
between the two chambers is a second order effect and can be neglected. The 
following function F for the least square minimization is evaluated for all drift 



£dri/t : drift time from the Garfield model, 

t shift '■ time shift of all cells, 

^tdc ■ measured drift time (after proper TDC calibration), 

Wi : weighting constant (Tukey weight), 

A l TDC : error of drift time measurement, 



cells of a track segment [Hoj ]: 




(9) 
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where i labels the individual drift cells and runs over all cells in the track seg- 
ment. 

In the first iteration, the time shift t s hi ft is calculated as the mean deviation 
of all drift time measurements from the known x — t correlation. This constant, 
determined independently for each particle track in an event, contains the time 
of flight of the particle to the drift chamber, as well as deviations which are 
common to all drift cells considered in the fit. Those can originate from errors 
in the determination of the calibration coefficients as well as from changes in 
the operating conditions of the chambers which modify the x — t correlation 
of the drift cells. Individual deviations (time offsets, calibration parameters, 
high-voltage operating conditions) among the layers which are used for a given 
track fit are not taken into account by this constant and therefore, they con- 
tribute directly to the deterioration of the resolution. The error of the drift time 
measurement Atdc, as used in the functional F, is taken from the Garfield 
simulations. 

The weighting factors iWj are calculated according to a Tukey weight distri- 



bution 6l| . The weight serves to minimize the influence of outliers (like uncor- 



rected noise or drift time measurements belonging to another track) on the fit 
result. It is evaluated dynamically at each step from the difference between the 
calculated drift time and the measured one. 



4-3. Momentum determination 

The HADES data analysis employs three different momentum reconstruction 
algorithms. The kick plane method provides a fast and robust estimate of the 
particle momentum with limited resolution using reconstructed inner track seg- 
ments and hit points on the META detector only. With better precision, as well 
as moderate computational requirements, the spline method obtains the parti- 
cle momentum from matched reconstructed inner and outer track segments. Fi- 
nally, the Runge-Kutta method provides the best precision in reconstructing the 
particle momentum, but requires more computational resources. Whereas kick 
plane can provide a momentum at order zero in case of no outer MDCs (experi- 
ments done before 2004), Spline and Runge-Kutta are the standard methods to 
reconstruct the momentum. Spline provides first guess momentum and particle 
polarity which are then used for the iterative Runge-Kutta. All three momen- 
tum algorithms are applied from the lowest to the highest precision level, each 
step providing a starting value for the next one with the needed accuracy. The 
results of all algorithms are stored in parallel, allowing for a detailed monitoring 
of the procedure. 

4- 3.1. Kick plane 

Schematically, the progressive deflection of a charged particle on its way 
through the toroidal field of the HADES magnet can be substituted by a sin- 
gle kick occurring on a two-dimensional, almost flat virtual surface, called kick 
plane [HH . This surface is determined in ray-tracing simulations using GEANT3 
and corresponds roughly to the center plane of the magnetic field in any given 
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sector of HADES. Within the kick plane approach, the momentum p of a de- 
flected particle is obtained in a straightforward way from its deflection angle via 
pre-computed look-up tables. This approach provides a very fast initial value 
of p, to be used as starting point in more refined track fitting algorithms (see 
below). 

In general, the momentum change of a particle in the field, i.e. the momen- 
tum kick, can be written as 

Wn-P^t\ = \Pk\ = 2p sin(A0 fc /2), (10) 

where A9k is the deflection angle in the bending plane, and pCi and p ou l are 
the incoming and outgoing three-momentum vectors, both of magnitude p. For 
large momenta (i.e. small deflections) one can set 2sin(A6>fc/2) ~ A9k and 
hence the momentum kick is approximated by 

\p k \^P A6 k . (11) 

On the other hand, the total deflection is given by the integral of the Lorentz 
force acting on the particle of charge q on its way through the magnet 

A8 k = 1 [ B sin a dl = K{l out - l in ) = /(«n(A0 fc /2)), (12) 

where a is the angle between the particle trajectory and the magnetic field, K 
is a constant depending on particle polar and azimuthal angle. For the HADES 
field configuration, sin a ps 1 and \p&\ — J B(l)dl is a function of the path length, 
i. e. it depends at first order on the particle polar and azimuthal emission angles 
but also at second order on the momentum. 

Performing a Taylor expansion in sin(A9k/2) of eg. 1121 keeping only terms 
up to second order, one obtains 

a + bsin(A9 k /2) + csin 2 (A(9 fc /2), (13) 

which finally, with eq. [TOl gives the result [5l[ 

p = \^0^) + ^ + 2 ^^ M ^ (14) 

where p/co can be interpreted as the 0* h -order momentum kick. The parameters 
PfcOj Pfeii Pk2 depend only on the entry and exit points of the particle track in 
the magnetic field; they are stored in look-up tables as function of polar and 
azimuthal angles. 

Besides its computational simplicity and speed, the kick-plane method has 
also the advantage that it can even be applied when only position informa- 
tion from the META detector is available. In that case, the limited META 
position resolution (ctmeta= 6-13 mm) dominates the momentum resolution 
(Tp/p, which goes from about 2 % for 0.15 GeV/c electrons, up to values of about 
15-18 % for 1.4 GeV/c electrons, slightly depending on the polar angle. 
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4-3.2. Spline method 

In the framework of spline momentum reconstruction method, a cubic spline 
is taken as a model for the particle trajectory through the magnetic field. The 
spline provides a smooth curve passing through the detector hit points, as well as 
smooth first- and second-order spatial derivatives at the given hit points. As an 
input, this algorithm employs track candidates containing inner and outer track 
segments. They are used to calculate intersection points of the reconstructed 
segments with the chamber mid-planes. Using four such intersection points 
in space, a cubic spline function in the (z, r = y/x 2 + y 2 ) plane is applied. 
Fifty equally-spaced points are selected and the corresponding derivatives are 
calculated. The magnetic field strength is computed at the selected points using 
the three-dimensional HADES magnetic field map (see fig. 




Figure 32: The track as modelized by a cubic spline in the plane defined by the three- 
momentum at the target and the beam axis. The 50 points (only 15 are shown here for 
clarity) run from MDCII up to MDCIII. 



By minimizing the squared deviations d 2 — (r sp u ne — rfi e id) 2 between the 
spline abscissa r sp u ne and the one obtained from GEANT simulations r/i e z<2 - 
this one being momentum dependent - one gets a momentum value at each of 
the 50 points. By averaging over the full set of selected points, a momentum is 
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determined 61, 62|. However, since a cubic spline does not necessarily exactly 



model the trajectory of a charged particle through the magnetic field, systematic 
corrections, determined through GEANT simulations and parameterized, have 
to be applied in order to achieve sufficient resolution. With these corrections, the 
relative momentum resolution o~ p /p of the method, as obtained from simulations, 
is ranging from 1.5 % to 4.5 % for 0.15 GeV/c electrons in the 8 range [20° - 80°] , 
decreasing to values ranging from 1 % to 2.8 % for 1.4 GeV/c electrons in the 
given angular range. 



4-3.3. Runge-Kutta method 

The standard method to determine the momentum of a particle traversing a 
known magnetic field consists in solving its equations of motion in the field re- 
gion. In general, the system of second-order differential equations is handled by 
the fourth-order Runge-Kutta method of Nystrom in a recursive way (63j . The 
numerical solution of a differential equation requires, however, initial conditions 
of the function and its first derivatives, provided in our track reconstruction 
by the spline method (momentum and polarity) and the track-segment fitter 
(vertex and direction). The track parameters - x, y at z = 0. and two direction 
cosines in the MDCI chamber coordinate system and the momentum p - are 
iteratively optimized to fit to the hit points measured in the MDCs. 




1.5 2.0 
Z*m [GeV/c J ] 



| TT 


T + A 




L r- 




1 K' I 


r kJ 

K I 





1.5 20 
Z*m [GeV/c 2 ] 



Figure 33: Left: Charge Z times mass distribution using the Runge Kutta method. No 
selection is made on the track quality. Right: Same distribution with a track quality cut 
X%k = 5- These spectra are built out of tracks from 71 • 10 6 events obtained from full 
GEANT simulations of 2 AGeV C + C collisions in the UrQMD model. Different particle 
species are indicated by different colors. Details are given in |64l |. 



Presently our Runge-Kutta method does neither take into account the en- 
ergy loss of the particle nor its multiple scattering. This is however acceptable 
as the total material budget (MDCI to MDCIV) stays typically below 0.5 % 
radiation length. Furthermore, the procedure assumes presently that the error 
matrix attached to any given MDC hit is diagonal, i.e. that the parameters 
characterizing a given hit are all uncorrelated. A least-square minimization 
procedure solves the linear equations with respect to the track parameters. 

As the result of Runge-Kutta tracking, parameters of charged particle trajec- 
tory are estimated, i.e. momentum and the initial direction vector. In addition 
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to that, a specific Xrk value is provided which can be used either as a criterion 



for track quality selection or as a method for particle identification 64]. This 
is especially important for the identification of rare tracks like K + and K~ (see 
fig. I33|) . which shows mass times polarity distributions of simulated tracks for 
C + C collisons at 2 AGeV with (right) and without (left) track quality selection. 



4-3.4- Momentum resolution 

Data from proton-proton elastic collisions at 3.5 GeV have been used to 
investigate the dependence of the momentum resolution on the particle momen- 
tum. As the kinematics is a two-body one, and since the angular resolution 
does not contribute significantly to the momentum resolution, the momenta of 
the scattered protons can be calculated almost exactly from the reconstructed 
polar angle. From the residual of the momentum derived from the reconstructed 
polar angle and the reconstructed i?unge-Kutta momentum, integrated over all 
particle tracks, a resolution of about 4 % has been obtained (fig. [35] left). 



Figure 34: Simulated momentum 
resolution for protons with realis- 
tic errors (Garfield errors multi- 
plied by 4) shown for the Runge- 
Kutta method (full symbols) and 
compared to the case without apply- 
ing any detector resolution ('Runge- 
Kutta ideal'; open symbols) for 2 dif- 
ferent polar angles. 
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Under the same conditions a full-featured GEANT simulation, based on the 
time resolution from Garfield calculations, would give an average momentum 
resolution of 1.5 %. Figure [3~4l shows the simulated resolution for protons at two 
laboratory polar angles. The 'Runge-Kutta ideal' curve corresponds to the case 
where the detector resolution is not included, i.e. one sees only the effect of the 
multiple scattering. As one can see spatial resolution plays a dominant role for 
p > 1000 MeV/c. 

The 'Runge-Kutta' curves in fig. [35j close to experimental data, include the 
realistic detector resolutions, obtained by scaling-up by a factor 4 the nominal 
Garfield resolution values. At first glance, the apparent disagreement with 
the Garfield calculations is in conflict with results shown on fig.[l2l However, 
since the wires of the two degree layers are parallel, the width of the corre- 
lation patterns shown on fig. [12] is independent of any offset (wire geometrical 
misalignment or miscalibration) of the two adjacent wires. When reconstructing 
a hit on a chamber with 6 layers and over areas greater than typically the cell 
size squared, one averages over many wires and then gets sensitive to several 
individual and uncorrelated offsets. This leads to the observed deterioration of 
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the resolution. Disentangling the respective role of the different offsets is still 
under investigation. 
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Figure 35: Left: Integrated momentum resolution for the 6 sectors of HADES. Right: Mo- 
mentum resolution as a function of momentum. A full featured GEANT simulation assuming 
the drift cell resolution obtained from Garfield simulations [k| (black open squares) and 
a four times worse resolution to account for uncertainties originating from calibration and 
alignment (blue open triangles) is also shown. In both figures, 3.5 GeV proton-proton elastic 
events were used. Elastic scattering laboratory angles corresponding to the momentum range 
shown are indicated. 

After this renormalisation, a satisfactory agreement between the observed 
resolution and the simulation is obtained (fig. [35] right). However, the large 
effect seen on the protons turns out to be of much less importance for dielectron 
spectroscopy, which is the goal HADES was built for. The average momentum 
of electrons or positrons, about 0.4-0.5 GeV/c from the u> decay, is much lower 
than the proton average one and the effect of multiple scattering is then dom- 
inant for electrons, as can be seen on the fig. [36] left. Even with the realistic 
resolution, i.e. detector resolution scaled up by a factor 4, the relative worsen- 
ing of the resolution stays below 40 %. Figure [35] right displays the simulated 
resolution under realistic conditions for 0.3 GeV/c electrons versus laboratory 
polar angle together with the corresponding field integral. The product of the 
field integral and the momentum resolution is nearly independent of the polar 
angle, as expected. At a fixed momentum, this product depends only on the 
relative distance between the detectors and on their intrinsic resolution. 

A comparison of the different reconstruction algorithms is presented on ex- 
ample of e + emitted at 53° (fig. [37] right). Whereas the kick plane method is en- 
tirely dominated by the resolution of the META detectors (a met A— 6-13 mm 
depending on polar angle) , the curve for the Spline is used to provide a reason- 
able start value for the Runge-Kutta iterative fitting procedure. 

As it has been stated above, the relative loss of resolution due to the dete- 
rioration of the overall chamber resolution is moderate for the electrons from 
the p/ui decay. The corresponding relative worsening of the e ± invariant mass 
resolution is of the order of 30% only. This has been confirmed by a direct 
measurement of the vector meson mass distribution. A preliminary analysis of 
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Figure 36: Left: Simulated momentum resolution for e+ tracks with realistic errors shown 
for the 'Runge-Kutta' method (full symbols) and without applying any detector resolution 
('Runge-Kutta ideal'; open symbols) for 3 polar angles. Right: Simulated resolution for 
0.3 GeV/c e + (full symbols) against angle. The product of the resolution and field integral 
(open symbols) directly shows that the momentum dependence on the polar angle is due to 
the variation of the integrated magnetic field (solid line). The right-hand scale displays the 
integrated magnetic field separately. 



Figure 37: Simulated momentum res- 
olution for e+ tracks with realistic er- 
rors shown for different momentum 
reconstruction algorithms at a fixed 
polar angle of 53° . 
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a recent experiment run on p + p at 3.5 GeV (see fig. l38|) shows that the exper- 
imental peak width (cr w = 21 ±2 MeV/c 2 ) agrees quite well with the simulated 
one (solid histogram), dominated in this invariant mass region by the sum of 2 
contributions, coming from u) (dashed histogram) and p (dot-dashed histogram) 
two-body decays. One should also note that the peak position (773 ±3) MeV/c 2 
is shifted by 9 MeV/c 2 as compared to the u> pole. This can be attributed to 
the electron energy loss in the target and the detector materials as shown by 
the GEANT simulations (solid histrogram). 

4-4- Particle identification 
4-4- 1- Overview 

HADES is primarily designed as a dielectron spectrometer, hence a main 
goal of the analysis is to achieve excellent electron-hadron separation over the 
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Figure 38: e+e - invariant mass spectrum in the u> region from 3.5 GeV proton-proton re- 
actions. In this invariant mass region, the dominant contributions of the p (dot-dashed his- 
togram) and of the oj (dashed histogram) are also indicated. 

momentum range between 0.1 and 1 GeV/c. However, for the normalization and 
interpretation of the dielectron data, a simultaneous measurement of hadrons 
(tt, K, p) is mandatory as well. Therefore, much attention has been paid to 
the implementation of a universal Particle Identification (PID) method. Two 
different approaches have been employed for performing particle identification in 
HADES: (i) using a set of hard cuts on various observables, namely momentum, 
velocity, energy loss in TOF and MDC, hit patterns in RICH and Pre-Shower or 
(ii) applying a Bayesian method to those observables (65| . The basis of the latter 
one is a statistical test of the hypothesis that the reconstructed track properties 
are consistent with a given particle species. In practice, several observables from 
various sub-detectors are combined together to Probability Density Functions 
(PDF). These are determined for each observable and for all possible particle 
types in detailed simulations. The particle identification probability is then 
calculated based on the prior abundances of individual particle types, as well 
as on the specific PDFs of measured variables. Below we describe in detail the 
Bayesian approach. 

Description of the Method 
The Bayesian PID method is illustrated for the velocity- vs. -momentum re- 
lationship, referred to as the (3 — p algorithm. Particle velocity /3 (in units of the 
speed of light) and momentum p are indeed the two observables that typically 
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provide identification power, as illustrated in fig. [351 Well separated branches 
corresponding to positive and negative pions, protons and deuterons are visible. 




Figure 39: Left: Velocity vs. Zp of charged particles detected with HADES in C+C collisions 
at 2 AGeV (note the logarithmic z scale). Right: Projection of vs. Zp onto the velocity 
axis for positive particles with a momentum of 0.35 GeV/c. Fits of PDFs are shown as well. 

The first step in the Bayesian PID method consists in calculating the PDFs 
of the chosen observables for each particle type. For example, in case of the 
(3 — p algorithm, these are obtained from the velocity distributions projected for 
various momentum and polar angle bins. The velocity distributions are fitted 
with a set of Gauss functions and a second order polynomial to describe signal 
and background, respectively (see fig. I39|) . The background term accounts for 
incorrectly reconstructed tracks. The fitted distributions are finally normalized 
to unity to be used as PDFs. 

In a similar way, PDF distributions are created for other observables, e.g. 
for the energy loss signals from the TOF and TOFINO detectors, as well as 
from the MDC planes (see sect. I2.3.4[) 59l 66j j . More specifically, for electron 



identification in the RICH detector, various ring parameter distributions are 
used: ring radius, the number of contributing fired pads and their analog sum, 
and amplitude of the Pattern Matrix (see sect. 13. 4[ ). Likewise, electron-hadron 
separation in the Pre-Shower detector is based on a comparison of the integrated 
charge induced in consecutive layers of the Pre-Shower detector (see sect. 12.5.12]) . 

The second step of the method consists in merging the probabilities from 
individual PID algorithms. For each particle type, the products of probabili- 
ties from all algorithms are calculated and the Bayes formula [65j is applied to 
take into account the relative particle abundances. With a set of k indepen- 
dent experimental variables and h being a particular particle hypothesis with 
known probability density function, the likelihood to observe the value of the 
discriminating variables for this particle hypothesis is given by 

L(x\h)=]Jf k (x k \h), (15) 
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where fk(xk\h) is the probability that a track with measurement Xk is a particle 
of species h = e ± , 7r ± , K*, p, d. 

The probability P{h\x) that a given track corresponds to the particle type 
h is then given by the Bayes theorem 

P(m . — «o (16) 

where is the probability to find particle h for a given momentum p and 

polar angle 9 (relative abundance). The sum of P{h\x) over all particle types h 
is normalized to 1. Knowing all P(h\x) values for the track, the particle ID is 
assigned by selecting the particle type h having the largest probability. 

Two quality parameters, namely the PID efficiency and the PID purity, are 
evaluated to test the performance of the method (see e.g. [67J for details). They 
can be studied systematically in realistic simulations using heavy-ion collision 
events generated within the UrQMD transport model [68j |. 

4-4-S. PID performance 

A detailed analysis of the (3 — p PID method reveals that 7r + mesons can 
be separated from protons up to momenta of p ~ 1.0 GeV/c with a purity 
better than 80 % and with an efficiency of almost 100 %. At higher momenta, 
the efficiency drops rapidly for 7r + because of the rather limited TOFINO time 
resolution [69(. 

Kaon identification has been successfully demonstrated [to( | over a momen- 
tum range (150 < p < 800 MeV/c) and for polar angles 9 > 45° (TOF region) 
using combination of the p — p method and the energy loss measurements in 
TOF and MDCs. After exchange of the TOFINO by the RPC ^ detector 
kaon identification in the full HADES acceptance will become possible. 




Figure 40: Left: Velocity vs. Zp scatter plot for charged particle tracks correlated with a 
RICH ring. Data are from 2 AGeV C + C collisions. Right: Projections on the Zp axis, 
illustrating the effect of different electron identification conditions. 
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Below we present in more details electron identification which is the main 
goal of the HADES detector. Figure l40l left displays the same distribution as in 
fig. [39l but for LVL2-triggered events with an additional condition applied on 
the spatial correlation between electron tracks reconstructed in the RICH and 
MDC. Furthermore, only tracks involving spatially correlated hits, within a 2a 
window, on the TOF are shown. 

Figure HOI right shows the projection of the two-dimensional [3 vs. Zp distri- 
bution and its reductions due to various electron identification conditions suc- 
cessively applied on: i) aforementioned track correlation in RICH-MDC ii) ring 
quality like ring radius, number of contributing pads per ring (see sect. 12.2. 4|) 
iii) (3 — p correlation and iv) Pre-shower electron signature (see sect. I2.5."2|) . A 
detailed investigation of measured electron distributions and dedicated C + C 
Monte Carlo simulations proved that the residual contamination of hadronic 
background in the final electron sample is less than 3 % and contributes mostly 
at higher momenta (p > 0.6 GeV/c). The efficiency of the PID method is close 
to 80 % and drops to 70 % with higher positron and electron momenta. These 
results depend to some degree on the particular reaction investigated. Figure EH 
shows the case of 1.76 AGeV Ar + KCl collisions, with approximately 5 times 
larger track multiplicity. A significantly larger intensity of positive charged 
tracks, correlated with RICH rings as compared to negative ones, indicates an 
increased contribution from misidcntified protons. However, using Pre-Shower 
electron conditions, a clean lepton identification up to p = 1 GeV/c could be 
achieved. 

4-5. Pair reconstruction 
4- 5.1. Overview 

In contrast to Compton scattering of high energy photons and weak decays 
of muons, all other reactions and decay processes create correlated electron- 
positron pairs. The main aim of the HADES analysis is to reconstruct with high 
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accuracy the dielectron invariant mass from the observed electron and positron 
three-momenta. Hence, in the next major step of the data analysis, identified 
leptons are combined into unlike-sign (e + e~) and like-sign (e + e + , e~e~) lepton 
pairs. In this way, all pair combinations are reconstructed, the correlated true 
pairs as well as uncorrelated pairs, constituting the so-called Combinatorial 
Background (CB). At beam energies available at the SIS, most of the CB arises 
from photon conversion (~60 %), either in the target or in the RICH radiator 
gas, and from Dalitz decays of the ubiquitous 7r° mesons (~ 25 %). Both sources 
lead to pairs with predominantly small opening angles, the so-called close pairs 
with typically a e + e - < 10°. 

The acceptance of the spectrometer for pairs is shown as a function of the 
pair invariant mass and of the transverse momentum in fig. 1421 It is determined 
by the detector geometry and the deflection in the magnetic field for both e + and 
e _ as a function of the particle charge Z, momentum p and angles and cj>. The 
geometrical pair acceptance of HADES is obtained as a product of the two single- 
electron acceptances (see fig. HI]), which together with the momentum resolution 
function constitute the HADES acceptance filter (available upon request from 
the authors). 




Figure 42: Geometrical acceptance for e + e — pairs with opening angle ct e + e - > 9° as a func- 
tion of pair mass and transverse momentum. The acceptance is averaged over a distribution 
in rapidity in the interval [0,2] representative of the reactions at SIS energies. 



4-5.2. Rejection of close pairs 

Fortunately, close pairs with very small opening angle leading to overlapping 
tracks in the tracking system can be rejected efficiently by applying a condition 
on the x 2 of track segment fits reconstructed in the analysis. From simulations 
we observe that this cut rejects more than 90 % of close pairs with opening 
angles a e + e - < 3°, while still achieving an efficiency of 95 % for single electron 
tracks. The number of uncorrelated pairs is further reduced by applying a cut on 
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the pair opening angle (typically a e + e - > 9°) and by rejecting pairs which share 
common hits in the inner or the outer detector parts. In addition, both legs of 
pairs rejected by either one of these two cuts are marked and are not allowed to 
contribute to the pair sample retained for further physics analysis. Those pairs 
are used to create pair observable distributions, like the pair invariant mass, the 
pair transverse momentum and the pair rapidity. Likewise, the combinatorial 
background of uncorrelated pairs is determined from this pair sample to which 
all further operations described below are applied. 

4-5.3. Combinatorial background 
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Figure 43: Comparison of the like-sign pair technique and the mixed-event one for the com- 
binatorial background, properly normalized to each other in the intermediate-mass region 
0.15-0.5 GeV/c. 



The combinatorial background of remaining uncorrelated pairs has to be 
modeled in order to be able to subtract it from the total e + e _ yield. Commonly 
two strategies can be followed [7l| to build up the CB spectrum: (i) the like-sign 
pair technique and (ii) the mixed-event technique. In the first method, like-sign 
e + e + and e~e _ pairs are formed and subjected to the same selection criteria as 
the unlike-sign pairs. From the reconstructed like-sign invariant-mass distribu- 
tions dN ++ /dM ee and dN /dM ee , the respective CB distribution is obtained 
as their geometric mean dN CB /dM ee = 2 y/dN++/dM ee ■ dN — /dM ee . The 
signal distribution is calculated by subtracting the CB from the total e + e~ yield, 
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i.e. dN + ~/dAjf ee - dNcB/dM ee . In the same way, this method can be applied 
to other pair observables, e.g. the pair rapidity or transverse momentum. 

The advantage of the like-sign pair technique is that it naturally includes 
residual correlations due to total energy and charge conservation, as well as 
collective flow patterns, but its statistical accuracy is limited and may not be 
sufficient in certain kinematical regions. Here, the mixed-event technique can 
help. A pair distribution is then built by combining two tracks from different 
events which are inherently uncorrelated. This method offers a large number 
of mixed combinations even for small event samples. We also make sure that 
only tracks from the same event class are combined, i.e. (i) they originate from 
the same target segment and (ii) they belong to the same track-multiplicity 
bin. Finally, we build mixed-event e + e~ pair distributions and normalize them 
to the integral of the corresponding like-sign distributions within statistically 
significant and correlation-free ranges of the like-sign distributions (see fig. l43|) . 

As one can see the mixed background agrees very well with the like-sign CB 
above M ee > 150 MeV/c 2 . At lower masses both distributions substantially 
differs. It is due to already mentioned correlations between conversion pairs 
stemming from both photons originating from the ir° —> 77 decay process. For 
this reason at low masses we use like-sign background which, as it has been 
checked by simulations, properly describes spectral shape of the CB. 
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Figure 44: Left: e + e — invariant mass spectrum for the C + C reaction at 2 AGeV. The signal 
(full circles) is obtained after subtraction of the combinatorial background (full triangles) 
from the all pairs signal (full squares) as explained in the text. Right: Signal to combinatorial 
background ratio as a function of the dilepton invariant mass in the hard-cut analysis of the 
same data sample. 

Figure |44] illustrates the signal-to-combinatorial background ratio observed 
in C + C collisions at 2 AGeV. A good ratio, about a factor two in the intermediate- 
and high-mass region, directly reflects a small conversion contribution, being a 
consequence of the concepts used for the RICH construction - short path length 
and thin mirror - and for the tracking system detectors which are made of low-Z 
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Figure 45: Left: Positron combined detection and reconstruction efficiency, averaged over the 
azimuthal angle. Right: Same but for the electron. The geometrical acceptance together with 
the bending and focusing effects of the magnetic field explains the slight different behavior 
between the electron and the positron efficiencies. 

material such as He-based counting gas and Al wires. 

4- 5.4- Efficiency corrections 

We correct the spectra for detector and reconstruction inefficiencies by Monte- 
Carlo simulations embedding electron tracks with uniform momentum and iso- 
tropic angular distributions into A + A events, either generated with the UrQMD 
transport model or taken from measured data. The embedded tracks are fur- 
ther digitized and processed through the same analysis chain as the measured 
data. The single-electron efficiencies, e_(z,p, 9, (f) and e+(z,p,6,4>), are then 
deduced. Values integrated over the azimuthal angle are shown in fig. [45] for 
both electrons and positrons. 

The data are then corrected on a pair-by-pair basis with the weighting factor 

1/E^ , with = e + • e_ for given electron momenta and emission angles, 

£+_ ranging typically from 10 % at M ee = 0.1 GeV/c 2 to 20 % at M ee = 
1 GeV/c 2 . The CB is treated likewise and subtracted, as described above, 
to obtain the efficiency-corrected pair signal distribution. This prescription 
relies on the assumption that the single-leg efficiencies are independent, as was 
carefully checked in our simulations and proven to be valid within 15 % for pairs 
with opening angles a e + e _ > 9°. 



G2 



5. Conclusion 



We have presented a description of the High-Acceptance Dielectron Spec- 
trometer HADES installed at the SIS facility in GSI Helmholtzzentrum fur 
Schwerionenforschung. Given its hexagonal structure, HADES is nearly az- 
imuthally symmetric and covers a polar angular range from 18° to 85°. The 
dedicated trigger system permits the measurements of dielectron spectra in rea- 
sonably short beam times. Having this setup at our disposal, a rich physics 
program ranging from hadron to heavy-ion physics is in progress with unprece- 
dented statistics and mass resolution. Actually, HADES was used for data 
taking in p + p, d + p, p + Nb, C + C and Ar + KC1 reactions at various beam 
energies. First physics results on e + e _ invariant mass spectra in C + C collisions 
at 1 and 2 AGeV have been published [zl, |73| . 

The detector components and their respective performances have been de- 
scribed in detail. Emphasis in electron identification is put on the Ring Imag- 
ing Cherenkov counter. Additional electron selectivity is gained from the Pre- 
Shower and TOF detectors which finally results in a very good purity. The 
tracking system, consisting of two layers of multi-wire drift chambers in front of 
a superconducting magnet and two layers behind it, allows for momentum deter- 
mination of charged particles including also charged hadrons. The performance 
for dilcpton decays of the light vector mesons enables a clear identification of p 
and lu decays as well as the investigation of predicted medium modifications of 
spectral properties such as mass or width. Moreover, combination of measure- 
ments of the energy loss in the MDCs and in the TOF detector, of the velocity 
and of the momentum in the tracking system allows for pion, kaon and proton 
separation, important for the reaction characterization and normalization. 

There is a large variety of theoretical predictions of dielectron spectra rang- 
ing from elementary p + p and p + n channels [3| to heavy- ion collisions |75l j. 
These predictions, differing in many details, can now be verified or falsified by 
measurements with HADES. Indeed, theory-based interpretations [76[ of our 
spectra 72 , zH show the strong interest in dielectron spectroscopy as a tool for 
understanding hadronic reactions, per se or as a part of heavy-ion collisions, in 
the non-perturbative domain. The motivation can be extended to the quest of 
medium-modified hadron properties and the origin of the masses of the hadrons. 
To accomplish these goals, the large geometrical acceptance of the spectrometer 
has been designed which results in reduced statistical and systematic errors and 
enables the investigation of exclusive elementary reactions channels induced by 
protons or pions. The overall detector design has been optimized with respect 
to low photon conversion probabilities in order to minimize the combinatorial 
background. The apparatus is ready for extending the employed projectiles to 
pions, aimed at studying pion-induced dilectron emission off protons, deuterons 
and heavy target nuclei. These reactions are helpful in disentangling the nu- 
merous channels contributing to the complex spectra in heavy-ion collisions. 
Interesting theoretical predictions have been made fFfy which await experimen- 
tal verification. While dielectron spectroscopy is the primary goal of HADES, 
the precise tracking system allows also for the investigation of other rare probes 
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in particular those which contain strange quarks. 

After having exploited the opportunities at SIS18, HADES is foreseen to op- 
erate at SIS 100 within FAIR, thus extending dilepton spectroscopy in a hitherto 
unexplored region of beam energies. 
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